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1. Introduction   

 
This Advanced Technology Microwave Sounder (ATMS) Algorithm Theoretical Basis Document 
(ATBD) describes the theoretical basis, and to a limited extent the implementation, of algorithms 
used for converting ATMS instrument raw data numbers (DN) or engineering units (EU) contained 
in Raw Data Record (RDR) files into calibrated brightness temperatures contained in Temperature 
Data Record (TDR) and Sensor Data Record (SDR) product files. The RDRs are raw and 
minimally processed instrument telemetry, and are the input to TDR/SDR processing. The SDR 
product is the output from SDR processing, and serves as the input to Environmental Data Record 
(EDR) product generation, where the ATMS calibrated brightness temperatures are converted to 
geophysical parameters through a “retrieval” process. The SDR or TDR and Geolocation (GEO), 
are also the inputs to the direct radiance assimilation system that supports weather forecasting at 
numerical weather prediction centers. 
The algorithms described in this document have a similar foundation to those developed by the 
National Oceanic and Atmospheric Administration (NOAA) for the Advanced Microwave 
Sounding Unit-A (AMSU-A) and Microwave Humidity Sounder (MHS) instruments (Mo, 2002 
and Mo and Jarva, 2004). These microwave radiometers have been flown since 1998 on the NOAA 
Polar-orbiting Operational Environmental Satellite (POES), Earth Observing System (EOS) Aqua, 
and European Organization for the Exploitation of Meteorological Satellites (EUMETSAT) 
MetOp satellite platforms. Although the basic functionalities and principles of operation of these 
instruments are quite similar to ATMS, there are minor differences between the respective 
algorithmic approaches. The algorithm described in this document is used for the production of 
both JPSS-series ATMS as well as the NEON QuickSounder ATMS SDR/TDR data. 
 
Details of ATMS ATBD Rev. A Version 1 were based on a preliminary software algorithm 
developed by the ATMS contractor, Northrop Grumman Electronic Systems (NGES) (changed to 
Northrop Grumman Space System, NGSS, in 2016). The documentation associated with this 
preliminary algorithm was delivered by NGSS in mid-2004, and released publicly as the ATMS 
ATBD baseline version on 27 January 2010. The current document reflects algorithm changes 
since the baseline version to accommodate ATMS post-launch algorithm development and 
requirements changes. For example, the calibration is now performed in radiance units before 
converting to brightness temperature near the end of processing, a reflector emission correction 
has been added, and the Cross-Track Infrared and Microwave Sounder Suite (CrIMSS) and 
product remapping requirements have been removed. A table of Interface Data Processing 
Segment (IDPS) operational releases associated with ATMS SDR algorithm changes can be found 
in Table 1. New ATBD revisions will be distributed along with major IDPS algorithm releases. 
 
Table 1. The IDPS operational release date, event description and applicable instrument unit(s) 
associated with the ATMS SDR algorithm and processing coefficient table (PCT) changes. 
Date Event S-NPP NOAA-

20 
NOAA-
21 

JPSS-3 JPSS-4 

14 Nov 2013 Antenna pattern correction 
coefficients update in PCT 

Yes N/A N/A N/A N/A 

18 Mar 2014 Warm count & spaceview 
count max/min limits update 
in PCT 

Yes N/A N/A N/A N/A 

8 Mar 2017 1. Full radiance calibration 
algorithm update in IDPS 

1. Yes 
2. Yes 

N/A N/A N/A N/A 
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and 
2. Nonlinearity correction 

coefficients update in 
PCT 

8 Dec 2017 Antenna pattern correction 
coefficients update in PCT 

N/A Yes N/A N/A N/A 

30 Apr 2018 Antenna pattern correction 
coefficients and data quality 
control limits update in PCT 

N/A Yes N/A N/A N/A 

15 Oct 2019 1. Reflector emission 
correction algorithm 
update in IDPS 

2. Antenna pattern 
correction coefficients 
update in PCT 

3. PCT update on reflector 
emission correction 
coefficients 

1. Yes 
2. Yes 
3. N/A 

1. Yes 
2. N/A 
3. Yes 

N/A N/A N/A 

4 Feb 2021 Lunar intrusion correction 
algorithm update in IDPS 
and lunar intrusion 
correction coefficients 
update in PCT 

Yes Yes N/A N/A N/A 

29 Jul 2021 NOAA-21 ATMS Initial 
Pre-launch PCT 
configuration 

  Yes   

18 Jul 2022 NOAA-21 ATMS Prelaunch 
PCT update for Mounting 
Matrix Coefficients 

  Yes   

13 Jul 2023 NEdT calculation algorithm 
upgrade to provide more 
stable scan level NEDT 
results (modification to 
c2k_new.f90) 

Yes Yes Yes   

13 Jul 2023 Adjustment to NOAA-21 
pre-launch Mounting Matrix 
PCT coefficients 

  Yes   

8 Feb 2024 NOAA-21 ATMS Health 
Status (H/S) alert hard 
coded limits and supporting 
structure update to suppress 
stop-gap H/S alerts  

  Yes   

8 Feb 2024 NOAA-21 ATMS pre-
Validation Status PCT 
calibration table update 

  Yes   

13 July 2023 NOAA-21 ATMS PCT 
update reset H/S alert to 
recommended values  

  With IDPS 
B2.3 Mx8 
TTO 

  

 
Although it is intended that this ATBD be readable as a standalone document, it is recommended 
that the reader references the related instrument and system description documents available from 
the following: The 2013 special issue on Suomi-NPP Satellite Calibration, Validation and 
Applications published by the Journal of Geophysical Research Atmosphere; and more recent 
literature reflecting the theory and results related to ATMS algorithm changes (Kim et. al., 2013 
and Weng et al., 2013). In this ATBD, there is a brief description of the instrument itself, and an 
explanation of references to devices, procedures, and tables used by the TDR/SDR algorithms. 
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The present document contains some as-built and on-orbit performance characteristics where 
needed for reference. 
 
The document also describes the functions performed by the ground processing system. However, 
note that nothing is implied in this ATBD about the architecture or the implementation of the 
system. The detailed information about how the theoretic calibration algorithm is implemented in 
the operational ground processing system can be found in the JPSS Operational Algorithm 
Description (OAD) document [NASA, 2017, updated 2023].  
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2. Historical Perspective 
 
The ATMS is designed to meet the weather requirements for NOAA and climate research 
objectives of the National Aeronautics and Space Administration (NASA). The first version of 
ATMS is flown on the Suomi-National Polar-Orbiting Partnership (SNPP) mission on 28 October 
2011 and subsequently on a series of Joint Polar Satellite System (JPSS) missions. Since continuity 
of sounding capabilities is an important requirement for operational microwave radiometers, it is 
useful to know the history of predecessor microwave radiometers to ATMS. This history is 
described briefly below. 
 
The earliest operational microwave sounding instrument was the Microwave Sounding Unit 
(MSU). The MSU radiometers that operated on NOAA POES platforms were the principal sources 
of satellite temperature profiles from late 1978 to the early 2000's. The MSU instruments were 
cross-track scanners that made measurements of microwave radiance in four channels ranging 
from 50.3 to 57.95 GHz on the lower frequency shoulder of the oxygen absorption band. These 
four channels measured the atmospheric temperature in four thick layers spanning the surface 
through the stratosphere. There were 9 MSU models in total.  The last MSU instrument flew on 
NOAA-14, and ceased reliable operation in 2007. 
  
A follow-on instrument to the MSU is the AMSU, and the first AMSU on NOAA-15 began 
operation in 1998. The AMSU instruments are composed of 2 sub units, AMSU-A and AMSU-B.  
AMSU-A is a 15-channel temperature sounder similar to MSU, and AMSU-B is a 5-channel 
humidity sounder.  Eleven of the 15 AMSU-A channels - Channels 4 through 14 - are located in 
the 60 GHz oxygen absorption complex, and thus are most closely related to atmospheric 
temperature at various heights above the surface.  The increased number of channels relative to 
MSU means that AMSU-A samples the temperature of the atmosphere in a larger number of layers. 
The AMSU measurement footprints are also smaller than those for MSU, leading to higher spatial 
resolution.  The linkage between AMSU-A and MSU lies between AMSU-A Channels 3, 5, 7, and 
9 and MSU Channels 1, 2, 3, and 4, respectively. The AMSU-B instrument has channels from 89 
to 183 GHz, and is used to study profiles of atmospheric water vapor, and provide improved input 
data to the cloud-clearing algorithms in infrared/microwave (IR/MW) sounder suites. This 
instrument was replaced by MHS in May 2005 on NOAA-18 and after, and has two channels that 
differ from AMSU-B. The MHS hardware is similar, not exactly the same as AMSU-B. It has 
channels at 157.0 GHz and 190.311 GHz that replace the AMSU-B 150.0±0.9 GHz and 183.31±0.7 
GHz channels, respectively. Also, the 183.31±0.1 GHz and 183.31±0.3 GHz channels of AMSU-
B were converted from vertical to horizontal polarization sensitivity in the switch to MHS. 
 
During the mid-1990’s, while the Atmospheric Infrared Sounder (AIRS) was being built, an effort 
was made by NASA to transfer the AIRS technology to NOAA operations, with the goal of 
providing an AIRS follow-on instrument for the National Polar-orbiting Operational 
Environmental Satellite System (NPOESS, now JPSS) missions. A technology development effort 
was launched, with a primarily focus on reducing the mass, size, and power consumption of the 
microwave component of the sounding suite this time. The proposed system was called the 
Integrated Multispectral Atmospheric Sounder (IMAS) – a single combined infrared and 
microwave instrument that was intended to fly as a demonstration on the NASA New Millennium 
Program’s EO-3 mission. The effort was terminated in mid-1998 largely due to cost constraints, 
but many of the IMAS microwave specifications were later adopted for the ATMS instrument. 
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It was initially the intention to use the 118-GHz oxygen absorption line for temperature sounding 
in the IMAS system, instead of the 50-60 GHz band used by AMSU. This would make it possible 
to shrink the aperture by a factor of more than two (and therefore also the overall mass and size) 
while maintaining spatial resolution and other performance measures. A field of view (FOV) of 
the same size as the IR sounder (i.e., 1.1°) was highly desired, and the IMAS/MW component was 
therefore designed to have this beam width for all sounding channels - i.e., in the 118-GHz band 
for temperature sounding and in the 183-GHz band for water vapor sounding. Later, it was realized 
that even the most transparent 118-GHz channels may not be able to penetrate the atmosphere to 
the Earth surface under very humid and cloudy conditions (e.g., in the tropics). In addition, 
scattering signatures for 118-GHz bands are stronger than that for 50-GHz, which can complicate 
applications. The 50-GHz band then needed to be restored to provide backup capabilities for such 
situations. A compromise was made to use the same aperture size at 50 GHz as at 118 GHz, and a 
2.5° beam width. The IMAS team also determined that the microwave instrument should have the 
same spectral channels as AMSU for “science continuity” and that a few additional channels were 
desirable. As a result, two new channels were suggested to be added in the 183-GHz band, and 
one new window channel be added in between 50 GHz and 60 GHz. In addition, the 150-GHz 
(157.0-GHz) quasi-window channel used in AMSU-B(MHS) was replaced with one at 166 GHz, 
which can be operated as part of an advanced-technology of the 183-GHz receiver (thus saving 
one receiver chain). These were considerations provided by the AIRS team. Most of these 
specifications and characteristics are now part of the ATMS specifications except for the 118-GHz 
band, which was eliminated early in the program due to cost constraints, and the 2.5° beam width 
which was improved to 2.2°. 
 
The most significant advancement under IMAS was the development of monolithic microwave 
integrated circuit (MMIC) technology at sounding frequencies - i.e., at 50, 118 and 183 GHz - 
which allows for sensitive and compact receivers and spectrometers. Such a technology was 
previously only available at considerably lower frequencies. Sample receivers and compact solid-
state filter banks were developed for the two lower frequency bands, and low-noise amplifiers (i.e., 
precursors to full receivers) were developed for the 183-GHz band. After the termination of IMAS 
these technological items were incorporated into an aircraft-based microwave sounder called the 
High Altitude MMIC Sounding Radiometer (HAMSR), developed under the NASA Instrument 
Incubator Program. HAMSR may be viewed as an ATMS precursor as a prototype of ATMS in 
many respects. HAMSR uses a dual aperture with two reflectors operating on a common axis, 
which was adopted for ATMS. HAMSR has been successfully operated on the NASA ER-2 high 
altitude aircraft since 2001. In summary, ATMS has heritage primarily from AMSU, the IMAS 
design, and the HAMSR. 
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3. Instrument Description  

In this section we give a brief description of the ATMS instrument. ATMS instrument layout is 
illustrated in Figure 1. ATMS is a 22-channel microwave sounder providing both temperature 
soundings between the surface and the upper stratosphere (i.e., to about 1 mb, at an altitude of 
about 45 km) and humidity soundings between the surface and the upper troposphere (i.e., to about 
200 mb, at an altitude of about 15 km). Like AMSU, it is a cross-track scanner. There are two 
receiving apertures — one serving 15 channels below 60 GHz with a beam width of 2.2° except 
for the lowest two channel frequencies, and the other serving seven channels above 60 GHz with 
a beam width of 1.1° except for the lowest channel frequency as listed in Table 2.  

The antennas consist of plane reflectors mounted on a scan axis at a 45° tilting angle, so that 
radiation from a direction perpendicular to the scan 
axis is reflected into a direction parallel to the scan 
axis - i.e., a 90° reflection. With the scan axis being 
oriented in the along-track direction, this results in 
a cross-track scanning pattern. The reflected 
radiation is then focused by a stationary parabolic 
reflector onto a dichroic plate, and finally either 
reflected to or passed to a feedhorn. In other words, 
radiation from a direction within the scan plane, 
which depends on the angle of rotation of the 
reflector, is reflected and focused onto the receiver 
apertures, which are conical feedhorns. A 
schematic illustration of one-of-two ATMS 
antenna and radio frequency (RF) feed subsystems 
is provided in Figure 2. 
 

 
Figure 1. ATMS instrument layout. 

 
Figure 2. Schematic of one of two ATMS 
antenna and RF feed subsystems.  
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The ATMS antenna system is designed such that a slightly diverging conical pencil "beam" is 
formed with a half-power width (also called the 3-dB width) of being either 1.1°, 2.2°, or 5.2°, 
with a possible variation being within ±10% from channel to channel. The antenna response pattern 
typically consists of a prominent Gaussian-shaped half-power cone at the center, but also receives 
a significant portion of its energy outside of this cone. Approximately 95-97% of the energy is 
received within the so-called 
main beam, which is defined as 
2.5 times the half-power beam 
width, i.e., the ATMS “main 
beam” is either 2.75°, 5.5° or 13° 
wide. A significant amount of 
energy (i.e., up to 5%) is thus 
received from outside the main 
beam. Figure 3 shows a typical 
antenna pattern. The pattern in 
the vicinity of the main beam is 
called the near sidelobes, while 
that further away is called the far 
sidelobes. The far sidelobes can 
contribute significantly to the 
measurement errors. 
 
For the K-band (channel 1), Ka-band (channel 2) and G-band (channels 17-22), the feedhorn is 
followed by a diplexer (DPLX) that splits the RF energy into two parallel signal paths that proceed 
to their respective receivers, which is in most cases a heterodyne system. The G-band signal is 
further converted by a mixer (MXR), while the signals from all three bands are separated into 
channels with filters, and detected. Figure 4 shows a diagram of the ATMS system. Discussions 
on various signal paths that lead to the individual spectral channel outputs are provided below. 

 

 
Figure 3. Typical microwave antenna pattern 

 
Figure 4. ATMS block diagram 
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The large reflector is used for the 15 lowest-frequency channels, which are sometimes referred to 
as the KAV-aperture, since it covers K-band, Ka-band and V-band (channels 3-15). The dichroic 
plate, which reflects frequencies below a certain value and transmits those above, splits the RF 
energy into low and high frequency paths. The output of the low frequency feedhorn enters a 
diplexer, which in turn splits the now somewhat band-limited RF energy into two parallel paths. 
Each path is fed into an amplified receiver chain, followed by a bandpass filter centered either at 
23.8 GHz (channel 1) or at 31.4 GHz (channel 2). These are the only non-heterodyne receivers in 
the ATMS system.  
 
The output of the higher frequency feedhorn is mixed with a common phase-locked local oscillator 
(PLO) operating at 57.290344 GHz into an amplified, and bandpass filtered, heterodyne receiver 
with two down-converter/mixer chains. The LO is a highly stable and temperature-controlled 
crystal referenced phase locked oscillator. One path is lowpass filtered, resulting in a single-
sideband intermediate frequency (IF) band located at 1.6 – 7.1 GHz below the LO frequency. This 
band is in turn passed through a set of signal splitters/multiplexers and bandpass filters that select 
channels 3-9. The other path is bandpass filtered, resulting in a double-sideband IF band located 
at 10 – 400 MHz away from the LO frequency. Two channels (10 and 11) are formed with 
conventional bandpass filters similar to those used for channels 3-9, while the remaining channels 
(12-15) are formed with a standing acoustic wave (SAW) filter assembly. Note that the SAW 
assembly is implemented as a set of four pairs of filters, each positioned symmetrically with respect 
to an IF frequency of 322.2 MHz. The outputs of each filter pair are combined and amplified. 
Channels 12-15 are therefore in effect quadruple-sideband channels.  
 
A smaller aperture is used for the seven highest frequency channels and is sometimes referred to 
as the WG-aperture, since it covers W-band (channel 16) and G-band (channels 17-22). Here the 
lower frequency path - i.e., the signal reflected from the dichroic plate - enters a single feedhorn 
and an amplified high-pass filter to heterodyne receiver chain, where the mixer uses an LO 
operating at 82.75 GHz, producing a single upper sideband IF signal that is finally put through a 
4450-6450 MHz bandpass filter for channel 16 (which results in a channel located at 87.2-89.2 
GHz). The high frequency path, i.e., the transmitted signal through the dichroic plate, enters a 
smaller feedhorn followed by a diplexer that splits the signal into two paths. One path goes to a 
second harmonic mixer that uses the same LO as the channel 16 receiver. The resulting double 
sideband IF signal is put through a 350-1500 MHz bandpass filter for channel 17, which is then 
located at 164-167 GHz with a gap between 165.15-165.85 GHz. The second path goes to a second 
harmonic mixer, which uses an LO operating at 91.655 GHz. The double sideband IF is passed 
through a set of filters that produce channels 18-22. These channels are therefore centered at 
183.31 GHz ± Δf, where Δf is 7, 4.5, 3, 1.8 or 1 GHz, with their bandpass width varying from 
channel to channel.  
 
Table 2 summarizes the JPSS performance specifications of all 22 channels, including radiometric 
sensitivity, which is usually called noise equivalent differential temperature (NEDT). It lists three 
frequency specifications: nominal center frequency, center frequency stability (i.e., the allowed 
maximum deviation from the nominal center frequency value), and bandwidth (specified and 
designed). All are given in MHz. Note that the number of pass-bands per channel, listed in the 
"Center Frequency" column of the table, is the maximum allowed. Fewer pass-bands may be used 
in the design, provided the Temperature Sensitivity requirements are met. For example, Channel 
18 lists two pass-bands centered at (183.31 + 7) = 190.31 GHz and (183.31-7) = 176.31 GHz. The 
channel may be implemented using only one of these passbands, provided the temperature 
sensitivity value of no greater than 0.8 K is achieved. The designed bandwidth notation is "NxΔf", 
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where N is the number of sub-bands used for a channel and Δf is the width of each sub-band. For 
example, 2x270 means a double-band channel with each of the two bands being 270 MHz wide. 
 
Requirements for beamwidth and calibration accuracy are also listed in Table 2. A single linear 
polarization is measured for each channel. The nominal polarization direction at the nadir scan 
position is also listed in the table. Each build’s real measured values can also be found in the 
measured spectral response function (SRF) data post in NOAA STAR JPSS web site    
(https://www.star.nesdis.noaa.gov/jpss/ATMS.php).   
 

Table 2. JPSS ATMS spectrometric and radiometric specifications.  
 RF path Center frequency Bandwidth NEDT  Beamwidth Accuracy 

Ch    [MHz] [MHz] [K] Pol [°] [K] 
 Ant Feed Rcvr Value Stab Req Design Req  Req Req 

1 A 1 a 23800  <10  <270  1x270 0.7  QV  5.2 1.0 
2 A 1 b 31400  <10  <180  1x180 0.8  QV  5.2 1.0 
3 A 2 c 50300  <10  <180  1x180 0.9  QH  2.2 0.75 
4 A 2 c 51760 < 5  <400  1x400 0.7  QH  2.2 0.75 
5 A 2 c 52800 < 5  <400 1x400 0.7  QH  2.2 0.75 
6 A 2 c 53596±115 < 5  170 2x170 0.7  QH  2.2 0.75 
7 A 2 c 54400 < 5  400  1x400 0.7  QH 2.2 0.75 
8 A 2 c 54940 <10  400  1x400 0.7  QH  2.2 0.75 
9 A 2 c 55500 <10  330  1x330 0.7  QH  2.2 0.75 
10 A 2 d1 57290.344 [f0] <0.5  330 2x155 0.75  QH  2.2 0.75 
11 A 2 d1 f0±217 <0.5    78 2x78 1.2  QH  2.2 0.75 
12 A 2 d2 f0±322.2±48 <1.2    36 4x36 1.2  QH  2.2 0.75 
13 A 2 d2 f0±322.2±22 <1.6    16 4x16 1.5  QH  2.2 0.75 
14 A 2 d2 f0±322.2±10 <0.5     8 4x8 2.4 QH 2.2 0.75 
15 A 2 d2 f0±322.2±4.5 <0.5     3 4x3 3.6 QH 2.2 0.75 
16 B 3 e 88200 <200 2000 1x2000 0.5 QV 2.2 1.0 
17 B 4 f 165500 <200 3000 2x1150 0.6 QH 1.1 1.0 
18 B 4 g 183310±7000 <30 2000 2x2000 0.8 QH 1.1 1.0 
19 B 4 g 183310±4500 <30 2000 2x2000 0.8 QH 1.1 1.0 
20 B 4 g 183310±3000 <30 1000 2x1000 0.8 QH 1.1 1.0 
21 B 4 g 183310±1800 <30 1000 2x1000 0.8  QH  1.1 1.0 
22 B 4 g 183310±1000 <30   500  2x500 0.9  QH  1.1 1.0 

 
For a rotating main reflector, the detected polarization vector rotates as the scan reflector rotates. 
This can be understood by envisioning the detected polarization vector, which is fixed relative to 
the feedhorn and projected onto the ground below, by simple geometric imaging. The direction 
indicated in Table 2 as QV (quasi-vertical) corresponds to a direction that lies in the scan plane, 
while Q” (quasi-horizontal) is the direction that is perpendicular to the scan plane – i.e., in the 
horizontal plane. At nadir, the two polarizations are of course degenerate, i.e., the observed 
emissions at V and H polarizations would be identical for an isotropic surface. As the scanner 
rotates the beam away from nadir, the 
detected V polarization rotates out of the scan 
plane, while the detected H polarization 
rotates out of the horizontal plane in a 
manner that it is no longer perpendicular to 
the scan plane. The angle of rotation away 
from the respective planes equals the scan 
angle relative to nadir. This is illustrated 
schematically in Figure 5, which shows the 
projection of the various polarization vectors 

 
Figure 5. Polarization vectors in the transverse plane 
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in the plane perpendicular to the ray path - i.e., the plane that contains the electromagnetic field 
vectors. This plane coincides with the horizontal plane for the nadir scan position but rotates as 
the scan position changes. In addition, as explained above, the H and V polarization vectors rotate 
at an angle equal to the scan angle within this plane. When surface emissivity and similar quantities 
are computed, it is important to perform a correct transformation between the observed H and V 
vectors and the local true QH and QV vectors. 
The antenna reflectors continuously rotate counter-clockwise relative to the direction of spacecraft 
motion - i.e., the spin vector points in the negative x-direction while the spacecraft moves along 
the positive x-direction - to complete three revolutions in eight seconds. The scan mechanism is 
synchronized to the spacecraft clock with a “sync” pulse every 8 seconds, i.e., for every third 
revolution. Each scan cycle is divided into three segments. In the first segment the earth is viewed 
at 96 different angles, symmetric around the nadir direction. The antenna is in continuous motion 
and the 96 samples are taken “on the fly”, with each sample representing the mid-point of a brief 
sampling interval of about 18 milliseconds. The scan speed is such that the corresponding angular 
sampling interval is 1.11°, i.e., the scan speed is about 61.6°/second. The angular range between 
the first and last sample centroids is therefore 105.45°, or ±52.725° relative to nadir. The antenna 
then accelerates and moves to a position between the earth's limb and the spacecraft horizon to 
point toward an unobstructed view of space. There it resumes the same scan speed as it maintained 
across the Earth scenes to take four consecutive cold calibration measurements. Next, the antenna 
is again accelerated to the zenith direction to point toward an internal calibration target that is at 
the relatively high ambient instrument temperature. It is again slowed down to the same scan speed 
as it had while taking the Earth scenes in order to take four consecutive warm calibration 
measurements. Finally, it is accelerated to move to the starting Earth scene position, where it is 
slowed down to repeat another scan cycle. Every third cycle the synchronization signal arrives just 
before the start position is reached and is used to maintain this pattern through a phase-locked 
loop. For NOAA-21 and JPSS-3/4, the scan sync pulse will arrive 2.118 seconds prior to the start 
position. Figure 6 illustrates a 
normal operational scan mode. 
Note that there is also a stare 
mode, where the antenna can be 
pointed to the nadir direction or 
either of the calibration directions 
for an extended period of time, but 
that is only used for special 
purposes. In a normal scan, each of 
the 96 Earth samples takes about 
18 milliseconds, for a total of 
approximately 1.73 seconds. The 
“duty cycle” of ATMS is therefore 
about 65%, i.e., about 65% of the 
scan cycle period is dedicated to 
Earth observations. 
 

 
Figure 6. ATMS scan sequence (flight direction is toward the 
reader) 
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4. Instrument Noise Characterization 

Hersman 1981 identified the noise of total-power radiometers to be characterized in three parts: 
thermal or intrinsic noise, 1/𝑓𝑓α (flicker) noise, and calibration noise. The thermal noise is the 
Gaussian additive white noise. It has a flat power spectrum. Calibration noise comes from using 
noisy radiometric measurements of the internal target and cosmic background. Flicker noise comes 
from the 1/f part of the spectrum, but mitigating calibration noise by filtering radiometric counts 
across scans can exacerbate the flicker noise contribution.  The relationship between total noise, 
thermal noise, calibration noise, and 1/f noise can be expressed in equation below: 
 

𝑁𝑁𝑁𝑁𝐷𝐷𝑇𝑇𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡2 = 𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖2 + 𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑁1/𝑓𝑓
2 + 𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐2           (1) 

 
4.1 On-Orbit NEDT Calculation 
The NEDT parameter is a key performance index for microwave sensors. The methods used to 
compute NEDT can vary between different organizations - e.g., instrument vendors, sensor 
calibration teams, operational data providers, and NWP centers.  The current operational NEDT 
estimation method for ATMS can distinguish between flicker and thermal noise, while assuming 
that calibration noise has been optimized by minimizing the total noise through filtering of the 
radiometric calibration counts (see Section 5). Total noise can be calculated from the equation 
below:  
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(2) 

where,  
𝑁𝑁𝑁𝑁𝑖𝑖,𝑗𝑗 = 𝑇𝑇𝑇𝑇𝑤𝑤𝑖𝑖,𝑗𝑗 − 𝑇𝑇𝑇𝑇𝚥𝚥����� (3) 

 
In the equation above, TA is the calibrated brightness temperature of the warm load and TW is 
physical temperature of warm load measured from PRTs. TA is calculated from the equation 
below: 

𝑇𝑇𝑇𝑇𝑤𝑤𝑖𝑖,𝑗𝑗 =
1

𝐺𝐺𝐺𝐺𝐺𝐺𝐺𝐺𝚥𝚥������� �𝐶𝐶𝐶𝐶𝑖𝑖,𝑗𝑗 − 𝐶𝐶𝐶𝐶𝚥𝚥����� + 𝑇𝑇𝑇𝑇, 1 ≤ 𝑖𝑖 ≤ 2, 1 < 𝑗𝑗 ≤ 𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 (4) 

 
Where Gain, CW, CC, and TC are calibration gain, warm count, cold count, and cosmic 
background brightness temperature, respectively. The gain and average calibration and cold space 
view counts are computed using Equations (5) through (8) below: 
 

𝐺𝐺𝐺𝐺𝐺𝐺𝐺𝐺𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 =
𝐶𝐶𝐶𝐶�����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 − 𝐶𝐶𝐶𝐶����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖
𝑇𝑇𝑇𝑇�����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 − 𝑇𝑇𝐶𝐶

 
(2) 

 
where, 

𝐶𝐶𝐶𝐶����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 =
∑ 𝑊𝑊𝑗𝑗

𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠_𝑐𝑐 � 1
𝑛𝑛_𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 ∑ 𝐶𝐶𝐶𝐶𝑖𝑖,𝑗𝑗

𝑛𝑛_𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠
𝑖𝑖=1 �𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖+𝑀𝑀

𝑗𝑗=𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖−𝑁𝑁

∑ 𝑊𝑊𝑗𝑗
𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠_𝑐𝑐𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖+𝑀𝑀

𝑗𝑗=𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖−𝑁𝑁
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𝐶𝐶𝐶𝐶�����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 =
∑ 𝑊𝑊𝑗𝑗

𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠_𝑤𝑤 � 1
𝑛𝑛_𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 ∑ 𝐶𝐶𝐶𝐶𝑖𝑖,𝑗𝑗

𝑛𝑛_𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠
𝑖𝑖=1 �𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖+𝑀𝑀

𝑗𝑗=𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖−𝑁𝑁

∑ 𝑊𝑊𝑗𝑗
𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠_𝑤𝑤𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖+𝑀𝑀

𝑗𝑗=𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖−𝑁𝑁
 

 
(4) 

 

𝑇𝑇𝑇𝑇�����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 =
∑ ∑ 𝑇𝑇𝑃𝑃𝑃𝑃𝑃𝑃𝑊𝑊𝑖𝑖,𝑗𝑗

𝑃𝑃𝑃𝑃𝑃𝑃𝑁𝑁𝑃𝑃𝑃𝑃𝑃𝑃
𝑖𝑖=1

𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖+𝑛𝑛
𝑗𝑗=𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖−𝑛𝑛

∑ ∑ 𝑊𝑊𝑖𝑖,𝑗𝑗
𝑃𝑃𝑃𝑃𝑃𝑃𝑁𝑁𝑃𝑃𝑃𝑃𝑃𝑃

𝑖𝑖=1
𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖+𝑛𝑛
𝑗𝑗=𝑖𝑖𝑖𝑖𝑐𝑐𝑎𝑎𝑎𝑎−𝑛𝑛

 
 
(5) 

 
In these equations, 𝐶𝐶𝐶𝐶𝑖𝑖,𝑗𝑗 and 𝐶𝐶𝐶𝐶𝑖𝑖,𝑗𝑗 are the cold space and warm load counts, respectively. In 
operational processing system, the values of N and M define the smoothing length.  For 𝐶𝐶𝐶𝐶����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖  
and 𝐶𝐶𝐶𝐶�����𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 N=5 and M=4 (i.e., smoothing over 10 scans) for all channels except for channels 17, 
21, and 22 where N and M both equal 2 (smoothing over 5 scans). The parameter 𝑛𝑛 in Equation 
(13) is the number of scans used for warm load PRT smoothing within the calibration window and 
equals 4 for all channels. 𝑁𝑁𝑃𝑃𝑃𝑃𝑃𝑃 is the number of warm-load PRT readings of each band. For K-, 
Ka-, and V-bands 𝑁𝑁𝑃𝑃𝑃𝑃𝑃𝑃 is 8; for W- and G-bands 𝑁𝑁𝑃𝑃𝑃𝑃𝑃𝑃 is 7. The normalized weight applied to for 
each scan of the warm and cold space view counts is given by 𝑊𝑊𝑗𝑗

𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠_𝑤𝑤 and 𝑊𝑊𝑗𝑗
𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠_𝑐𝑐, respectively. 

These weights are re-set to zero for “bad” or “missing” scans. Meanwhile, the weights applied to 
each PRT temperature, 𝑇𝑇𝑃𝑃𝑃𝑃𝑃𝑃, in the warm load when computing the warm load temperature is 
given by 𝑊𝑊𝑖𝑖,𝑗𝑗

𝑃𝑃𝑃𝑃𝑃𝑃.  It should be noted that there are four observations each of cold space and the 
warm load, but the number of samples used, n_samples, could be less than four. 
 
The NEDT of thermal noise is calculated from two-sample Allan variance:  

𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑡𝑡ℎ𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒 = �
1

2𝑀𝑀
���𝑁𝑁𝑁𝑁𝑖𝑖+1,𝑗𝑗 − 𝑁𝑁𝑁𝑁𝑖𝑖,𝑗𝑗�

2
1

𝑖𝑖=1

𝑀𝑀

𝑗𝑗=1

 

 
(6) 

 
where M is the total number of scan lines used in calculations. With total noise and thermal noise 
being known, the 1/f noise can be calculated from the total noise and thermal noise as:  

𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑁1/𝑓𝑓 = �𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑁𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡2 − 𝑁𝑁𝐸𝐸𝐷𝐷𝐷𝐷𝑡𝑡ℎ𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒2 
(7) 

Figure 7 below shows the total, thermal and 1/f noise in NOAA-20 ATMS on-orbit measurements. 
It is seen that thermal noise is dominant across all channels.  
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Figure 7. NOAA-20 ATMS on-orbit noise characteristics 
 
Examples of the improvement of the updated NEDT algorithm compared to the current operational 
algorithm can be visualized in Figure 8 and Figure 9 for NEDT computed from the 
 

 
Figure 8.  NOAA-20 ATMS cold space view NEDT comparison for orbit number 20490 
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Figure 9.  NOAA-20 ATMS Channel 15 scan-level cold space view NEDT by the current 
operational and updated algorithms for orbit number 20490. 
 
cold space view for NOAA-20 ATMS orbit number 20490. These figures show reduction of NEDT 
standard deviation in the updated algorithm by about 55% and 45% on average for the K/Ka/V-
bands (Ch’s 1-15) and WG-bands (Ch’s 16-22) regions, respectively. Note that although this 
NEDT algorithm is recommended over the current operational algorithm, the recommended 
algorithm is currently under JPSS Program review at the time of document release. 
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5. In-flight Calibration System  

 
As described in Section 3. Instrument Description, and the scan sequence illustration in Figure 
6, each of the two ATMS antenna/receiver systems measures the radiation from two calibration 
sources during every scan cycle. The first source is the cosmic background radiation emanating 
from space. Immediately after the Earth has been scanned, the antenna is quickly moved to point 
in a direction between the Earth's limb and the spacecraft's horizon. There the scan mechanism 
rotates slowly while four cold space measurements are taken. The second source is an internal 
blackbody calibration target (often called a “warm load”), which is at the ambient internal 
instrument temperature. After the space calibration view, the antenna is quickly moved to point in 
the zenith direction, where the blackbody target is located. Again, the antenna scans slowly while 
four warm target measurements are taken. Thus, cold and warm calibration measurement 
populations that bracket the Earth scene measurements are obtained for every scan cycle.  
 
Such an end-to-end calibration system allows most of the system losses and instrument defects be 
calibrated, since the calibration measurements involve the same optical and electrical signal paths 
as Earth scene measurements. The only exception is that the internal calibration target appears in 
the antenna near field and can reflect leakage emission from the antenna itself. However, this effect 
is taken into account with so-called “bias corrections” in the calibration processing. The end-to-
end calibration system is beneficial to the calibration process compared to a calibration system that 
uses switched internal noise sources injected into the signal path after the antenna. On the other 
hand, this benefit is accompanied by the cost of significant weight gain, since the internal 
calibration target is fairly massive.  
 
The purpose of the calibration measurements is to accurately determine the radiometer transfer 
function, which relates the measured digitized output - i.e., the instrument counts, C - to the 
associated radiance, which can be expressed as follows:  
  
 𝑅𝑅 = 𝐹𝐹(𝐶𝐶) (8) 

This counts-to-radiance transfer function is 
illustrated schematically in Figure 10. In this 
figure, the subscripts c and w refer to the cold 
and warm calibration points, respectively, 
and the subscript s refers to an Earth scene. 
This function depends primarily on channel 
frequency and instrument temperature. The 
radiometer transfer function could also 
undergo short term and long-term changes 
due to gain fluctuations and drift due to aging 
and other effects. The units of radiance are 
mW/m2-sr-cm-1.  
 
If the transfer function were perfectly linear, then the form of the calibration equation can be given 
by  

 𝐹𝐹𝑙𝑙𝑙𝑙𝑙𝑙(𝐶𝐶) = 𝑎𝑎0 + 𝑎𝑎1𝐶𝐶                                           (9) 
 

In this equation, any two calibration points could be used to uniquely determine its form - i.e., the 
two linear coefficients, 𝑎𝑎0 and 𝑎𝑎1 - at the time of the calibration measurements. While it has been 

  
Figure 10. Calibration transfer function 
illustration. 
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a requirement in radiometer instrument design to make the transfer function as linear as possible, 
it is slightly nonlinear in reality. This is depicted in the illustration shown in Figure 10. To account 
for the slight nonlinearity a quadratic, or 𝑎𝑎2𝐶𝐶2, term is added to the above equation to give  
 𝐹𝐹𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛(𝐶𝐶) = 𝑎𝑎0 + 𝑎𝑎1𝐶𝐶 + 𝑎𝑎2𝐶𝐶2 ≜ 𝐹𝐹𝑙𝑙𝑙𝑙𝑙𝑙(𝐶𝐶) + 𝑄𝑄(𝐶𝐶) . (10) 

More details about the radiometer transfer function are given below. 
 
The ATMS radiometric calibration equation can be expressed with the following equation: 
 
 

𝑅𝑅 = 𝑅𝑅𝑤𝑤 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)�
𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑤𝑤����
𝐶𝐶𝑤𝑤���� − 𝐶𝐶𝑐𝑐���

� + 𝑄𝑄 , 

 

 
(11) 

Where Rw and Rc are the warm and cold calibration target radiance corresponding respectively to 
the warm and cold target temperatures (Tw and Tc). The parameters 𝐶𝐶𝑤𝑤���� and 𝐶𝐶𝑐𝑐��� are respectively the 
mean warm and cold counts; Cs is the scene count; and Q is the calibration non-linearity term. 
 

𝑄𝑄 = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 �4�
𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑐𝑐���
𝐶𝐶𝑤𝑤���� − 𝐶𝐶𝑐𝑐���

− 0.5�
2

− 1� 

 

 (12) 

 
Where 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 = 𝜇𝜇

4
(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2, and when the nonlinearity radiance term 𝑄𝑄 is maximally deviated 

from the linear approximation. See section 8 for more details on the calibration equation 
construction and nonlinearity.  As mentioned earlier, each of the two calibration targets - i.e., the 
warm load and cold space - is sampled four times in succession. The measurements are in the unit 
of digital "counts," which represent the radiometer's output. It is assumed that the radiative 
environment does not change between successive samplings, so that any differences between the 
measurements are strictly due to noise, which can be reduced by averaging or smoothing the 
measurements. 
 
For ATMS, averaging or smoothing the measurements is implemented by computing counts 
averaged over the four in-scan samples and over several scans. Ancillary tables are used to specify 
the respective weights. From Suomi-NPP ATMS on-orbit data, it was found that there was striping 
noise (1/f flicker noise) in the along-track direction. In the operational processing system, 
calculations of the average of warm target radiance and counts, 𝑅𝑅𝑤𝑤���� and  𝐶𝐶𝑤𝑤����, and cold space counts, 
𝐶𝐶𝑐𝑐���, depend on the weighting coefficients as well as the number of scan lines involved in the 
averaging. The averaging interval in the time domain (e.g., the number of scan lines) is determined 
from a power spectrum analysis of the warm and cold counts which determine the location of 1/f 
“knee”.   This interval was chosen to be 10 scans for Channels 1-16 and 18-20 and 5 scans for 
Channels 17, 21 and 22. 
  The average calibration counts for the ith scan of a given channel can be calculated as: 
 
 

𝑅𝑅𝑤𝑤����(𝑖𝑖) = � �𝑊𝑊𝑘𝑘−𝑖𝑖𝑅𝑅𝑤𝑤(𝑘𝑘, 𝑗𝑗)
4

𝑗𝑗=1

𝑖𝑖+𝑀𝑀

𝑘𝑘=𝑖𝑖−𝑁𝑁

 
 
                               (13) 
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𝐶𝐶𝑤𝑤����(𝑖𝑖) = � �𝑊𝑊𝑘𝑘−𝑖𝑖𝐶𝐶𝑤𝑤(𝑘𝑘, 𝑗𝑗)

4

𝑗𝑗=1

𝑖𝑖+𝑀𝑀

𝑘𝑘=𝑖𝑖−𝑁𝑁

 

 

 
(14) 

 
𝐶𝐶𝑐𝑐���(𝑖𝑖) = � �𝑊𝑊𝑘𝑘−𝑖𝑖𝐶𝐶𝑐𝑐(𝑘𝑘, 𝑗𝑗)

4

𝑗𝑗=1

𝑖𝑖+𝑀𝑀

𝑘𝑘=𝑖𝑖−𝑁𝑁

 . 

 

 
(15) 

Where N = 5 and M=4 for Channels 1-16 and 18-20 and N=M=2 for Channels 17, 21, and 22.  W 
in this case represents the weighting coefficients for each channel.  These coefficients are static 
values available in the operational Processing Coefficients Tables (PCTs) for each ATMS sensor. 
 
In current radiometric calibration algorithm, radiance is calculated from Planck’s law as a function 
of frequency: 
 

𝑅𝑅(𝜐𝜐,𝑇𝑇) =
2ℎ𝜐𝜐3

𝑐𝑐2
1

𝑒𝑒
ℎ𝜐𝜐
𝑘𝑘𝑘𝑘 − 1

 . 
 

(16) 

In the equation above, the Planck’s constant, h, is 6.626070040 × 10−34 𝐽𝐽 ∙ 𝑠𝑠 and ν is frequency 
in Hz. Meanwhile, the speed of light, c, has a value of 2.99792458𝑚𝑚 𝑠𝑠⁄ , the Boltzmann constant 
is given by 𝑘𝑘 = 1.38064853 × 10−23𝐽𝐽/𝐾𝐾, and T is temperature in units of K. The unit of radiance 
from this equation is  𝐽𝐽 ∙ 𝑠𝑠−1 ∙ 𝑚𝑚−2 ∙ 𝑠𝑠𝑠𝑠−1 ∙ 𝐻𝐻𝐻𝐻−1. Considering that power is equivalent to energy 
expended per unit time, 𝑊𝑊 =  𝐽𝐽 ∙ 𝑠𝑠−1, the unit of radiance becomes the NIST standard of 𝑊𝑊 ∙ 𝑚𝑚−2 ∙
𝑠𝑠𝑠𝑠−1 ∙ 𝐻𝐻𝐻𝐻−1. To transfer the radiance from per frequency interval to per wavelength interval, the 
following equation must be applied: 
 

  
 

(17) 

In the equation above, λ is the wavelength. In addition, to make the radiance values more 
convenient to store and use, a factor of 10 is need to be applied to transform the radiance units 
from 𝑊𝑊 ⋅ 𝑠𝑠𝑟𝑟−1 ⋅ 𝑚𝑚−3 to 𝑚𝑚𝑚𝑚 ∙ 𝑚𝑚−2 ∙ 𝑠𝑠𝑠𝑠−1 ∙ 𝑐𝑐𝑐𝑐−1. 
 
Since the primary ATMS TDR and SDR product is brightness temperature in units of K, the 
retrieved radiance after correction needs to be converted to brightness temperature using Planck’s 
Function. The following subsections sequentially discuss how the warm and cold calibration points 
are obtained, and the sources of radiance measurement errors and uncertainties. Discussion of the 
methods used to perform the radiance corrections are given in Section 6. Calibration Processing 
Steps. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

𝑅𝑅𝜆 𝜆, 𝑇𝑇 =
𝑛𝑛
𝜆2
𝑅𝑅𝜈𝜈

𝑛𝑛
𝜆

,𝑇𝑇
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5.1 Blackbody View  
 
The internal calibration targets (also referred to as 
warm loads) are approximately cylindrical in outline 
and are made up of pyramid shaped metal structures 
coated with an absorbing material. Figure 11 shows 
the ATMS calibration target for the K-, Ka-, and V-
bands (KAV target); a similar target is used for the 
W- and G-bands (WG target). For the larger aperture, 
the pyramids are about 1 cm across and about 4 cm 
high. The use of metal for the base and core ensures 
that temperature gradients across the targets are 
minimal, while the pyramid structure and the 
absorbing coating ensure that the emissivity is close 
to 1 (ε ≥ 0.9999). The target is surrounded by a metal 
shroud that mates very well with a matching shroud 
surrounding the rotating reflector antenna in order to 
prevent stray radiation from external sources to affect 
the warm calibration measurements. For ATMS, its 
antenna moves during calibration measurements, the calibration target is slightly larger than the 
antenna shroud aperture, so that the antenna has a full view of the target during the entire 
calibration period. 
 
In order to reduce the effect of random noise, the calibration target is consecutively viewed four 
times. Note that consecutive samplings are used in lieu of a single sampling of longer duration in 
order to keep the data collection control system simple. The effective calibration measurement 
noise, after averaging, is then reduced by a factor of two below the NEDT values listed in Table 
2. These values can be further reduced by averaging over several calibration cycles, as was 
described earlier. On-orbit evaluation results show that the four consecutive measurements are 
kept highly consistent.  
 
The emissivity of the calibration targets is required to be at least 0.9999. This is necessary in order 
to keep radiation that is unavoidably emitted from the radiometer's local oscillators through the 
antenna and reflected back from the calibration target to a minimum. For example, such radiation 
could masquerade as a radiated brightness temperature of as much as 100 K. An emissivity of 
0.9999, and thus a reflectivity of 0.0001, would then yield a reflected contribution of 0.01 K  
 
The targets are not actively thermally controlled, but the ATMS interface with the spacecraft is. 
The entire ATMS instrument is thermally insulated from the target mounting platform. In addition, 
being insulated from external thermal swings, the target temperatures will not change rapidly (less 
than 0.001 °C/sec) and temperature gradients across the targets will be small (less than ±0.05 °C). 
To ensure good knowledge of the target temperatures, there are eight and seven temperature 
sensors (PRTs) embedded throughout the KAV and WG targets, respectively. Measurement 
accuracy is better than 0.1°C. The PRTs are embedded in the metal structure from the back and 
are close to the coated front surface. 
 
The vertical temperature gradient in the pyramid structure is not measured and difficult to model 
and predict. Radiation at the shorter wavelengths may originate from a particular part of the 

 
Figure 11. Photo ATMS KAV Warm 
Load 
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pyramids while longer wavelengths may originate from a different area – e.g., tips vs. troughs. 
There are indications from previous studies that such gradients can influence calibration accuracy. 
Temperature gradients in a periodic structure as in the ATMS targets can also cause resonant 
effects such as grating “sidelobes.” On-orbit results show that the variation of warm load 
temperature is less than 0.2K per orbit, and temperature gradient within the target is less than 
0.05K.  
 
In general, there could be a small difference between the radiance computed from the physical 
temperature of the target and the estimated emissivity and the radiance inferred from the 
radiometer output, which can be caused by effects such as discussed above. One of the objectives 
of the ground based thermal-vacuum measurements, where operational conditions are simulated 
as closely as possible, is to determine the magnitude and biases of such differences.  

5.2 Cold Space View  

 
There are four cold space calibration beam groups located at 6.66°, 8.33°, 10.00°, and 13.33° below 
the anti-sun direction towards nadir in the scan plane. Which beam group to use is determined by 
post-launch test results, but to date has always resulted in the 6.66° group. Within a beam group, 
the cosmic background radiation is sampled four times consecutively, with two neighboring 
samples being spaced 1.11° apart. However, the radiative environment for the cold space view is 
much more complicated than for the warm calibration target view. Although the cosmic 
radiometric temperature is well-known (e.g., 2.726 ± 0.004 K), significant radiation from the Earth 
as well as Earth radiation reflected from spacecraft structures can enter the radiometer receiver 
through the antenna sidelobes. Figure 12 provides a conceptual illustration. For example, we can 
estimate an uncertainty on the order of 0.1-0.2 % resulting from the radiance that is received within 
the 124° sector that “sees” Earth from an 828 km orbital altitude of JPSS (the orbital altitude for 
Suomi NPP is 824 km). This contribution corresponds to 0.25-0.5 K, which is about 1/10 to 1/5 of 
the cosmic radiation. This is not insignificant. But the impact on calibration accuracy is relatively 
small, which is discussed in the next section. Contributions due to reflections from the structures 
and surfaces on the spacecraft are probably minor. Radiation emitted from the spacecraft is 
expected to be negligible, since most surfaces will be covered with MLI blankets – a metallized 
Mylar material that is highly reflective at microwave frequencies. 

 
Figure 12. Space view geometry (Flight direction is toward the reader, out of the page) 
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Figure 12 also suggests that the Earth sidelobe radiation probably depends on the exact pointing 
direction and is likely to be greatest when the antenna boresight is closest to the Earth. This means 
that, for a given nominal space calibration position, the sidelobe contribution may vary between 
the four consecutive samples, which cover an angular range in excess of 4°. The baseline algorithm 
averages these together to reduce the effective noise. An additional analysis shall be undertaken to 
determine an on-orbit correction. 
 
Finally, one should note that the cold space view could also be contaminated by a lunar intrusion. 
For a few days a month and for most of the months in a year, the Moon will enter the Field of 
View of ATMS space view scan. For SNPP and NOAA-20, the Moon phase is in 800 to 1100 range 
when it is seen from the spacecraft. Moon radiance may approach the field of view of one or more 
of the space view positions. In the worst case, when the Moon is exactly in the boresight direction, 
Moon radiance can increase the space view brightness temperature by up to 30 K for the channels 
with a 1.1° FOV, up to 5 K for the channels with a 2.2° FOV and 1 K for the channels with a 5.2° 
FOV. When this happens, it is necessary to either account for the increase in space view radiance, 
i.e., model it, or find the “clean” cold counts for calibration. Details of the lunar intrusion 
correction are given in the next section. 

5.3 Sources of Errors and Uncertainties  
 
This section summarizes the sources of errors and uncertainties in the calibration process. 
Calibration errors can be classified as bias errors and random errors associated with measurements 
of the calibration targets and other sensor/spacecraft hardware – e.g., warm load temperature 
gradients and emissivity, cold space temperature, antenna surface emissivity, antenna pattern gain, 
satellite surface reflectivity, etc. - used to determine coefficients needed in the calibration process. 
The bias errors are considered static and independent, and thus can be compensated for by direct 
addition of bias corrections. The random errors are uncertainties due to instrument characteristic 
fluctuations that are assumed to be random and independent, and can be added up in a root-sum-
squared (RSS) sense. This is not strictly correct – e.g., biases may vary with time, and the nature 
of “random” fluctuations may have some correlation with the behavior of other instrument or 
spacecraft system components - but the resulting errors in the ATMS uncertainty estimates are 
judged to be relatively small. Theoretically speaking, all known biases can be removed by first 
principle calibration factors, so that only the random uncertainties remain. 
 
As was explained at the beginning of this section, the on-orbit calibration concept consists of 
initially determining the radiance from the linear part of the transfer function with support of data 
from two calibration points, the cold space calibration view and the internal blackbody calibration 
view. The linear radiance is then adjusted with bias corrections, where the non-linear correction 
shown in Equation (15) is one of those corrections. The corrected radiances are converted to 
antenna brightness temperatures using the Planck function to generate the ATMS Temperature 
Data Record; and these antenna brightness temperatures are subsequently corrected for signal 
contamination through the antenna pattern sidelobes to create the ATMS Sensor Data Record scene 
brightness temperature values. The absolute accuracy of this scene brightness temperature is 
termed the calibration accuracy. The calibration accuracy is strictly defined as the mean difference 
between the inferred and the actual brightness temperature. 
 
In a similar way that ATMS calibration generates a radiance that can be converted into a brightness 
temperature using the Planck function, the calibration accuracy can be estimated as a radiance 
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accuracy that can be converted into a brightness temperature accuracy with the aid of the derivative 
of the Planck function with respect to the brightness temperature.  Radiance calibration accuracy 
can be expressed as 
 
 ∆𝑅𝑅 = RSS�𝑥𝑥∆𝑅𝑅w;  (1 − 𝑥𝑥)∆𝑅𝑅c;  𝑥𝑥(𝑥𝑥 − 1)∆𝑅𝑅NL;  ∆𝑅𝑅reflEmis;  ∆𝑅𝑅sys� ,     (18) 

 
where “RSS” means that the result is the square root of the sum of the squares of the terms. The 
factor 𝑥𝑥 = �𝑅𝑅(𝑇𝑇𝑠𝑠) − 𝑅𝑅(𝑇𝑇𝑐𝑐)� �𝑅𝑅(𝑇𝑇𝑤𝑤) − 𝑅𝑅(𝑇𝑇𝑐𝑐)�� , and ∆𝑅𝑅𝑤𝑤, ∆𝑅𝑅c, ∆𝑅𝑅reflEmis and ∆𝑅𝑅NL are the 
respective uncertainties in the calibration target radiance, reflector emissivity, and nonlinearity 
amplitude. The term ∆𝑅𝑅sys is an uncertainty due to random instrument fluctuations - e.g., gain 
fluctuations. Note that Equation (21) expresses the uncertainty only and no biases are included in 
it. 
 
Although scene temperatures may be as low as 80-90 K at the high frequencies due to scattering 
from precipitation, the meaningful operational dynamic range is 200-300 K for sounding channels 
and about 140-300 K for window channels. With a 𝑇𝑇w on the order of 300 K and 𝑇𝑇c close to zero, 
the meaningful dynamic range of 𝑥𝑥 is 2/3 to 1 for the sounding channels. In the worst case, 𝑥𝑥~2/3, 
the relative weights of the first two terms in Equation (21) are then 4/9 and 1/9, respectively. This 
means that if  ∆𝑅𝑅w = ∆𝑅𝑅c, errors in 𝑇𝑇c contribute four times less to the overall calibration accuracy 
then errors in 𝑇𝑇w, and are considerably less than that for most scenes. It is useful to keep this 
perspective in mind when the error sources are discussed. 
 
In the following, the sources contribute to the above uncertainties are briefly discussed.  
 

5.3.1 Blackbody Error Sources  
 
This error stems from uncertainty in the knowledge of the following five factors:  
a) blackbody emissivity, 
b) blackbody physical temperature, 
c) reflector/shroud coupling losses,  
d) reflector emission, and 
e) reflected local-oscillator leakage. 
 
Of these, the second term is expected to dominate. 
 
The blackbody emissivity is generally known to be in a range of [εmin, 1.0]. A typical value for εmin 
is 0.99993. Due to limited measurement accuracy, the emissivity should be interpreted as  
 
 ε = 1.0 - (1.0 - εmin)/2 ± ∆ε , (19) 

 
where ∆ε is the estimated uncertainty. It is bounded by (1.0 - εmin)/2. For the example quoted, 
where εmin is estimated to be 0.99993, an uncertainty of less than 0.000035 would be estimated. 
An alternative estimate could be based on an analysis of the measurements of the reflectivity that 
can be used to determine the emissivity. 
 
The blackbody physical temperature uncertainty contributes to blackbody radiance uncertainty 
through the following four factors: 
a) surface temperature drifts between the time of temperature measurement and the time of 
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radiometer measurement (∆R(Tdrift)), 
b) horizontal temperature gradients in the blackbody (∆R(TH_grad)), 
c) temperature measurement uncertainties (∆R(Tmeas)), and 
d) vertical temperature gradients and uncertain origin of the radiation (∆R(TV_grad)). 
The last factor is currently unknown, but could dominate the blackbody physical temperature 
uncertainty. 
 
The reflector/shroud coupling losses occur because the antenna and blackbody shrouds do not 
mate perfectly, and external radiation (from the interior of the instrument) will enter the antenna 
through the gap between the shrouds. This effect is uncertain because of uncertainties in measuring 
and modeling the coupling losses as well as uncertainties in the knowledge of the external 
radiation. The magnitude of this is expected to be very small and can be ignored.  
 
The reflector emission radiance uncertainty is dictated by uncertainties in determining the amount 
of radiance emission from the ATMS antenna. It is mainly driven by uncertainties in the knowledge 
of the antenna emission and the reflector and blackbody radiance difference. Since this term is 
dominated by the product of the reflector and blackbody radiance difference - given an 
approximately 10 K brightness temperature difference - and the emission uncertainty (~0.003), 
then this effect can be considered negligible. See the “antenna emission error sources” subsection 
further below for more detail. 
 
Finally, the leakage signal originating from the local oscillators (LOs) and emitted by the antenna 
may be reflected back to the antenna, if the warm load emissivity is not unity - i.e., if its reflectivity 
is not zero. This is uncertain because both the leakage signal and the target reflectivity, or 
emissivity, are not precisely known. The latter is expected to dominate, and the former can be 
ignored. The reflected LO signal may also interfere with itself by changing the operating point of 
the detector system, which then impacts the intrinsic noise level of the amplifier. Thus, although 
the LO interference may be well outside the IF passband and therefore not directly measurable, it 
can still significantly impact the apparent output noise of the system. 
 
The resulting uncertainty is 

 

∆𝑅𝑅w = RSS�
∆𝜀𝜀𝜀𝜀(𝑇𝑇w); ∆𝑅𝑅(𝑇𝑇drift); ∆𝑅𝑅 �𝑇𝑇Hgrad� ; 

∆𝑅𝑅(𝑇𝑇meas); ∆𝑅𝑅 �𝑇𝑇Vgrad� ;  ∆𝜀𝜀𝜀𝜀(𝑇𝑇LO)
�  , 

 
(20) 

where 𝑇𝑇LO is the local oscillator brightness temperature.  
 
Only the first term is expected to change on orbit, so this can be contracted to 
 ∆𝑅𝑅𝑤𝑤 = �[∆𝜀𝜀𝜀𝜀(𝑇𝑇w)]2 + �∆𝑅𝑅�𝑇𝑇𝑤𝑤,𝑓𝑓𝑓𝑓𝑓𝑓𝑓𝑓𝑓𝑓��

2�
1/2

 , (21) 

where the term  ∆𝑇𝑇𝑤𝑤,𝑓𝑓𝑓𝑓𝑓𝑓𝑓𝑓𝑓𝑓 represents the unchanging terms compiled from ground measurements. 
 

5.3.2 Cold calibration (space view) error sources  
 
This error stems from uncertain knowledge of the following four factors:  
a) Earth contamination through the antenna sidelobes, 
b) spacecraft contamination through the antenna sidelobes,  
c) reflector emission, and 
d) cosmic background temperature. 
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The sidelobe contamination is uncertain due to uncertain knowledge of the antenna pattern (i.e., 
sidelobes) as well as uncertain knowledge of the radiation from Earth and the spacecraft. The latter 
consists mostly of reflected Earth radiation, since most visible surfaces will be covered by 
reflective materials, as discussed above. Both effects may be modeled and pre-computed, but the 
associated uncertainties are expected to be substantial. This is the largest contribution to this term. 
 
We may express the sidelobe radiation as the product of an effective antenna efficiency, 𝑎𝑎eff, which 
is defined over the sector that receives this radiation, and an effective scene radiance for that 
sector, 𝑅𝑅eff: 
 𝑅𝑅SL = 𝑎𝑎eff𝑅𝑅eff . (22) 

The uncertainty is then the first-order variation of 𝑅𝑅SL: 
 
 ∆𝑅𝑅 = RSS{∆𝑎𝑎eff𝑅𝑅eff;  𝑎𝑎eff∆𝑅𝑅eff} . (23) 

The uncertainty in 𝑎𝑎eff, is primarily due to uncertain antenna patterns from which it is usually 
computed, and the uncertainty in 𝑅𝑅eff is primarily due to an uncertain or variable mean radiance of 
the visible Earth disc. There is also an error component caused by representing the sidelobe 
radiation as the simple product shown in Equation (25). In reality the right-hand-side of Equation 
(25) involves a double integral, i.e., a convolution between the two variables. It may be noted that 
the effective scene radiance varies along the orbit. There are latitudinal (i.e., intra-orbital), 
longitudinal (i.e., inter-orbital), and temporal (e.g., inter-seasonal) variations in the effective 
radiance of the visible portion of the Earth. In Equation (25) shown above these effective radiance 
variations are ignored but they may be modeled or estimated.  
 
The reflector emission radiance uncertainty is dictated by uncertainties in determining the amount 
of radiance emission from the ATMS antenna. It is mainly dictated by uncertainties in the 
knowledge of the antenna emission and the reflector and cold space radiance difference. Since this 
term is dominated by the product of the reflector and cosmic background radiance difference - 
given an approximately 270 K brightness temperature difference - and the emission uncertainty 
(~0.003), then this radiance uncertainty can be quite substantial, translating to a brightness 
temperature uncertainty of about 0.8 K. See the “antenna emission error sources” subsection 
further below for more detail. 
 
Finally, although the cosmic background temperature is well known, there is an uncertainty 
associated with it. However, it can be ignored here, since the uncertainty of the sidelobe radiation 
and antenna emission are expected to dominate the cold calibration uncertainty. The result is 
 
 ∆𝑅𝑅c ≈ ∆𝑅𝑅SL = RSS{∆𝑎𝑎eff𝑅𝑅eff;  𝑎𝑎eff∆𝑅𝑅eff;∆𝑅𝑅reflEmis} . (24) 

 

5.3.3 Antenna error sources 
 
Due to the coating material used, the rotating plane reflector is not lossless and has its own thermal 
emission. According to the Niels Skou’s equation, at microwave frequencies the emissivity of a 
good conducting surface, viewed at normal incidence, is 
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𝜖𝜖𝑁𝑁 =

1
15

� 𝑓𝑓
𝜎𝜎 ∙ 107

 , 
 
                                         (28) 

where f is the receiver microwave frequency and σ is the conductivity of the reflecting surface. 
This equation is considered valid for perfectly smooth and pure bulk conductive materials. For 
example, for bulk gold (𝜎𝜎 = 4 × 107) the equation gives 0.0014 at 183 GHz and 0.0005 at 23.8 
GHz. However, the actual emissivity of real reflector surfaces is invariably greater than the 
computed theoretical value, due primarily to surface roughness and impurities. The ATMS flight 
reflector is made of Beryllium that is given a nominally 0.6-micron gold plating layer, which has 
been electroplated on a Nickel interfacing layer. Since the gold plating thickness is comparable to 
the skin depth, and is likely to have extreme microscopic granularity and roughness, it is not 
unexpected that the emissivity would greatly exceed the values computed from the Skou’s equation 
in low frequency band. 
 
Soon after the launch of Suomi-NPP ATMS, pitch maneuver observations revealed that the 
rotating flat reflector of ATMS has a polarization-dependent reflectivity. Based on Fresnel 
reflection theory, a fully-polarized physical model for antenna reflection was established (Yang 
et.al., 2016). The vector expression of radiation emitting from the reflector surface, RQ, is 
 
 

𝑅𝑅𝑄𝑄 =

⎣
⎢
⎢
⎡
𝑅𝑅𝑄𝑄𝑄𝑄
𝑅𝑅𝑄𝑄ℎ
𝑅𝑅𝑄𝑄3
𝑅𝑅𝑄𝑄4⎦

⎥
⎥
⎤

=

⎣
⎢
⎢
⎢
⎡𝑅𝑅𝑠𝑠 + 𝜖𝜖ℎ�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠� + �𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�(𝜖𝜖𝑣𝑣 − 𝜖𝜖ℎ)𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃
𝑅𝑅𝑠𝑠 + 𝜖𝜖ℎ�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠� + �𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�(𝜖𝜖𝑣𝑣 − 𝜖𝜖ℎ)𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃

�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�𝜖𝜖ℎ(1− 𝜖𝜖ℎ)𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃
0 ⎦

⎥
⎥
⎥
⎤
 . 

 

 
 

(29) 

In Equation (29) above, Rs and Rrfl represents the scene and antenna reflector radiance, and 𝜖𝜖ℎ and 
𝜖𝜖𝑣𝑣 are the reflector emissivity at H and V polarization. Note that antenna reflector emissivity is 
related to reflectivity with the expressions, 𝜖𝜖ℎ = (1 − 𝑟𝑟ℎ) and 𝜖𝜖𝑣𝑣 = (1 − 𝑟𝑟𝑣𝑣), where the 
relationship between the V- and H-polarization coefficients is 𝑟𝑟ℎ2 = 𝑟𝑟𝑣𝑣. In addition, the reflector 
scan angle is given by the parameter θ. When the reflector scans to cold space, 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐, and when 
it scans to the calibration blackbody target, 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑤𝑤. The uncertainty of H- and V-polarization 
radiation emitting from the antenna surface, ∆𝑅𝑅𝑄𝑄, is then related to the uncertainty in these 
variables. If the uncertainty related to the scan angle is considered negligible, this uncertainty can 
be expressed as follows: 
 
 ∆𝑅𝑅Qv = RSS�∆𝑅𝑅𝑠𝑠;  ∆𝜖𝜖ℎ�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�(1 − 𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃); 𝜖𝜖ℎ∆�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�(1

− 𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃); ∆𝜖𝜖𝑣𝑣�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃;  𝜖𝜖ℎ∆�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃� 
 

(25) 
 ∆𝑅𝑅Qh = RSS�∆𝑅𝑅𝑠𝑠;∆𝜖𝜖ℎ�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�(1 − 𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃); 𝜖𝜖ℎ∆�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�(1

− 𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃);∆𝜖𝜖𝑣𝑣�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃; 𝜖𝜖ℎ∆�𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑠𝑠�𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃�  . 
 

 
(26) 

The uncertainties related to the scene, e.g., either the cold or warm blackbody, have been discussed 
in the previous subsections. Meanwhile, the antenna reflector temperature is modeled and not 
measured, and the antenna emissivity is estimated from analysis of satellite pitch maneuver data 
where the ATMS views cold space over several scans in what is normally the Earth sector view.  
 

5.3.4 Instrument (transfer function) error sources  
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This error stems from uncertainty in the knowledge of the following four factors:  
a) nonlinearities, 
b) system noise, 
c) system gain drift, and 
d) bandpass shape changes. 
 
The nonlinearities can be modeled as a quadratic term that is a function of cold space and warm 
load radiances, and cold space, warm load, and scene counts. This quadratic nonlinearity 
correction, described in Section 6.5 Antenna Temperature, is only an approximation and is 
therefore uncertain. In addition, cold space and warm load radiances, and cold space, warm load, 
and scene counts are not known precisely. However, they are ignored as small variations in them 
are insignificant to the estimate of the magnitude of the nonlinearity.  
 

The system terms are due to random fluctuations and are characterized in terms of standard 
deviations. They are channel dependent, as are most of the effects discussed above. The combined 
effect is expressed as ∆𝑅𝑅sys in Equation (21). 
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6. Calibration Processing Steps 

 
In this section we describe how the on-board calibration measurements are used to first determine 
the calibration coefficients, as discussed in Section 5. In-flight Calibration System, and then 
applied to compute estimated scene radiances, which are subsequently bias corrected and finally 
converted to antenna temperature and scene brightness temperature products. In summary, the 
procedure is illustrated in Figure 13. 
 
Function of modules in Figure 13 are descripted as follows: 
• Compute Hot Target PRT Temperature (Band Correction) and Compute Average 

Temperature for Hot Target over Np Scans: Determine the blackbody physical 
temperature as measured by the embedded PRTs, and compute its band corrected brightness 
temperature averaged over Np scans 

• Compute Shelf PRT Temperature and Convert to Radiance (Band Correction): 
Determine the RF Shelf temperature as measured by the embedded PRTs,   

• Compute Hot Target Radiance (Bias Correction, Antenna Emissivity Correction): 
Determine the effective blackbody radiance, 𝑅𝑅w from its band corrected brightness 
temperature, and apply temperature-dependent radiance blackbody radiance biases and 
antenna reflector emissivity corrections 

• Compute Cold Space Radiance (Band Correction, Bias Correction, Antenna Emissivity 
Correction): Estimate the effective cold-space radiance, 𝑅𝑅c, by taking into account lunar 
intrusion, earth radiation into the antenna sidelobes, and antenna reflector emissivity, and 
lunar intrusion 

• Compute Average Hot/Cold Counts over Nc Scans: Average the blackbody and cold-
space radiometer counts, 𝐶𝐶w and 𝐶𝐶c, measured in a calibration cycle (i.e., up to 4 values) and 
smooth the averages over several calibration cycles 

• Determine the radiometer gain, (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐) (𝐶𝐶𝑤𝑤���� − 𝐶𝐶𝑐𝑐���)⁄ . 
• Compute Scene Radiance (Antenna Pattern Correction): Estimate a scene radiance from 

the linear approximation of Equation (15) 
o Apply bias corrections to the estimated scene radiance related to 

 On-orbit non-linearity 
 Reflector emissivity  

• Convert to Antenna Brightness Temperature (TDR) (Band Correction): Apply the 
Planck function to the bias corrected scene radiance, and then the band correction, to obtain 
the scene antenna temperature stored in the ATMS TDR  

• Convert to Sensor Brightness Temperature (SDR) (Band Correction): Apply the antenna 
pattern correction to transform the scene antenna temperature into the scene brightness 
temperature stored in the ATMS SDR  

 
The theoretical basis of the steps of this process that have not already been discussed in Section 5 
will be described in the following subsections of this Section, as well as Section 7. 

6.1 ATMS Sensor PRT Temperatures 
Several calibration steps are required to convert a PRT raw count to a corresponding physical 
temperature. The procedure for such conversions is common to all PRTs. In essence, a PRT is a 
passive sensor with a resistance, ℜ, that is a known function of temperature. An analog-to-digital 
converter (ADC) outputs a digital ‘count’ that is proportional to the resistance, which is inserted 

 
Figure 13. ATMS TDR and SDR algorithm flow chart 
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into the telemetry. The conversion to temperature on the ground consists of two steps. In the first 
step, the resistance is reconstructed with a linear transfer function that is calibrated with on-board 
measurements of a known reference resistor (the precision analog monitor – PAM). This 
conversion is 
 ℜPRT = ℜPAM (𝐶𝐶PRT − 𝐶𝐶off) (𝐶𝐶PAM − 𝐶𝐶off)⁄                                  (27) 

 
where 𝐶𝐶off refers to a reference count with shorted inputs (i.e., zero resistance). Thus, the 
essentially linear ADC is “calibrated” on-board with two reference measurements, just as is done 
for the slightly nonlinear radiometer. 
 
The second step is to convert the resistance to a temperature value. Here, the transfer function – 
called the Callendar-Van Dusen equation – is nonlinear: 
 
 ℜx = ℜ0{1 + 𝛼𝛼[𝑇𝑇x − 𝛿𝛿(𝑇𝑇x 100⁄ − 1)(𝑇𝑇x 100⁄ ) − 𝛽𝛽(𝑇𝑇x 100⁄ − 1)(𝑇𝑇x 100⁄ )3]}  (28) 
   

where ℜ0, α, β and δ are characteristic coefficients and are determined by the manufacturer for 
each individual PRT. The temperature 𝑇𝑇x in Equation  (33) is in unit °C. This equation is solved 
for 𝑇𝑇x by the Newton-Raphson iteration. A simpler but less robust alternative approach, used with 
the AMSU systems, is to fit a cubic polynomial, T = c0 + c1C + c2C2 + c3C3, to the two functions 
expressed in Equations (32) and  (33). 
 
Using this method, all PRT readings are converted to temperatures. 
 

6.2 Spectral Response Function and Band Correction 
 
In radiance calibration, the warm load calibration target needs to be transformed to radiance by 
using the Planck function shown in Equation (19). During the process, the spectral response 
functions (SRFs) for different ATMS receiver bands need to be considered. For the purpose of 
creating a functional relationship between antenna subsystem hardware spectral brightness 
temperature, T, and band-corrected brightness temperature, T’, the band-corrected radiance is 
computed, based on receiver outputs, by integrating the product of spectral radiance, R, and 
normalized spectral response function, S, over the range of measured frequencies: 
 
 

𝑅𝑅′ = � 𝑅𝑅(𝜈𝜈,𝑇𝑇)𝑆𝑆(𝜈𝜈)
𝜈𝜈2

𝜈𝜈1
𝑑𝑑𝑑𝑑 

 

 
(29) 

By using the equation above, the radiance was calculated for spectral brightness temperatures 
ranging from 2.7K to 330K using normalized receiver SRFs for each of the 22 ATMS channels. 
The associated band-corrected brightness temperature can then be calculated from the inverse 
Planck function below: 
 
 

𝑇𝑇′ =
ℎ ∙ 𝜈𝜈0

𝑘𝑘 ∙ 𝑙𝑙𝑙𝑙 �2ℎ𝑣𝑣0
3

𝑐𝑐2𝑅𝑅′ + 1�
 , 

 
(30) 

 
where 𝜈𝜈0 is the center frequency for the given channel. The parameters of the above equation have 
been defined in Equation (21) of Section 5. In-flight Calibration System. With the accumulated 
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data, for each ATMS channel a relationship can then be established to transfer between spectral 
brightness temperature, T, and band-corrected brightness temperature, T’: 
 
 𝑇𝑇′ = 𝑐𝑐0 + 𝑐𝑐1 ∙ 𝑇𝑇 . 

 
(31) 

Table 3 and Table 4 list the coefficients c0 and c1 calculated by using ATMS SRF measurements. 
 
Table 3. ATMS Band Correction Coefficient c0 

Ch. 
No. 

Center 
Frequency 

(Hz) 

Mission 

SNPP NOAA-20 NOAA-21 J3 J4 

1 2.38E+10 -0.00001827 -2E-05 -1.666E-5 TBD TBD 
2 3.14E+10 -0.0000056 -1.1E-05 -5.04E-6 TBD TBD 
3 5.03E+10 -0.00000345 -3.1E-06 -3.48E-6 TBD TBD 
4 5.18E+10 -0.00001561 -1.5E-05 -1.52E-5 TBD TBD 
5 5.28E+10 -0.00001495 -1.5E-05 -1.565E-5 TBD TBD 
6 5.36E+10 -0.00001956 -2E-05 -1.918E-5 TBD TBD 
7 5.44E+10 -0.00001541 -1.5E-05 -1.522E-5 TBD TBD 
8 5.49E+10 -0.0000163 -1.5E-05 -1.392E-5 TBD TBD 
9 5.55E+10 -0.00000987 -9.3E-06 -9.88E-6 TBD TBD 
10 5.73E+10 -0.00001021 -1E-05 -1.084E-5 TBD TBD 
11 5.73E+10 -0.00005709 -5.7E-05 -5.676E-5 TBD TBD 
12 5.73E+10 -0.00012788 -0.00012 -1.1622E-4 TBD TBD 
13 5.73E+10 -0.00012447 -0.00012 -1.2314E-4 TBD TBD 
14 5.73E+10 -0.00012398 -0.00012 -1.2327E-4 TBD TBD 
15 5.73E+10 -0.00012456 -0.00012 -1.1955E-4 TBD TBD 
16 8.82E+10 -0.00021966 -0.00023 -2.3516E-4 TBD TBD 
17 1.66E+11 -0.00037084 -0.00035 -3.4393E-4 TBD TBD 

18 1.83E+11 -0.0177925 -0.01846 
-

0.01830046 
TBD TBD 

19 1.83E+11 -0.00759156 -0.00762 -0.0075467 TBD TBD 

20 1.83E+11 -0.00320016 -0.00333 
-

0.00327103 
TBD TBD 

21 1.83E+11 -0.00115035 -0.00115 
-

0.00117679 
TBD TBD 

22 1.83E+11 -0.0003709 -0.00035 -3.4901E-4 TBD TBD 
 
 
Table 4. ATMS Band Correction Coefficient c1 

Ch. 
No. 

Center 
Frequency 

(Hz) 

Mission 

SNPP NOAA-20 NOAA-21 J3 J4 

1 2.38E+10 1.00001087 1.000012 1.00000992 TBD TBD 
2 3.14E+10 1.00000254 1.000005 1.00000229 TBD TBD 
3 5.03E+10 1.00000099 1.000001 1.000001 TBD TBD 
4 5.18E+10 1.00000436 1.000004 1.00000425 TBD TBD 
5 5.28E+10 1.0000041 1.000004 1.00000429 TBD TBD 
6 5.36E+10 1.00000529 1.000005 1.00000518 TBD TBD 
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7 5.44E+10 1.00000411 1.000004 1.00000406 TBD TBD 
8 5.49E+10 1.0000043 1.000004 1.00000367 TBD TBD 
9 5.55E+10 1.00000258 1.000002 1.00000258 TBD TBD 
10 5.73E+10 1.00000259 1.000003 1.00000275 TBD TBD 
11 5.73E+10 1.00001448 1.000015 1.00001439 TBD TBD 
12 5.73E+10 1.00003243 1.000031 1.00002947 TBD TBD 
13 5.73E+10 1.00003156 1.000031 1.00003122 TBD TBD 
14 5.73E+10 1.00003144 1.000031 1.00003126 TBD TBD 
15 5.73E+10 1.00003159 1.000032 1.00003031 TBD TBD 
16 8.82E+10 1.00003698 1.00004 1.00003959 TBD TBD 
17 1.66E+11 1.00003471 1.000033 1.00003223 TBD TBD 
18 1.83E+11 1.00140905 1.00146 1.00145081 TBD TBD 
19 1.83E+11 1.00060682 1.000608 1.00060381 TBD TBD 
20 1.83E+11 1.00025922 1.000269 1.00026493 TBD TBD 
21 1.83E+11 1.00009519 1.000093 1.00009734 TBD TBD 
22 1.83E+11 1.00003163 1.00003 1.00002979 TBD TBD 

 

6.3 Effective Blackbody Radiance  
 
The warm load radiance is derived from the radiance determined from the band-corrected warm 
load brightness temperature, plus a radiance bias correction factor. This correction factor is 
allowed to depend on the receiver's physical temperature, Trx. The blackbody physical temperature, 
T, is implemented as a weighted average of warm load PRTs in two dimensions – PRT number 
and scan number - that allows 
a. more weight to be given to certain PRTs than others, and 
b. implementation of variable, time-dependent weighting coefficients (i.e., samples closest in 

time are given larger weights than those further away) 
The weighting coefficients are specified in ancillary processing tables that can be changed if 
necessary. By applying the band correction formula to the blackbody physical temperature, as 
described in the previous subsection, the warm target band-corrected brightness temperature, T’, 
can be computed.  
 
The warm target radiance bias error is dependent on four terms - warm load emissivity, physical 
temperature, external radiation, and reflector emission - and can be expressed as follows: 
 
 ∆𝑅𝑅𝑤𝑤(𝑇𝑇𝑟𝑟𝑟𝑟) = ∆𝑅𝑅𝑤𝑤,𝑒𝑒𝑒𝑒(𝑇𝑇′) + ∆𝑅𝑅𝑤𝑤,𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡(𝑇𝑇′) + ∆𝑅𝑅𝑤𝑤,𝑐𝑐𝑐𝑐(𝑇𝑇′,𝑇𝑇𝑒𝑒𝑒𝑒)

+ ∆𝑅𝑅𝑤𝑤,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟�𝜖𝜖𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟,𝑅𝑅�𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟�,𝑅𝑅𝑤𝑤(𝑇𝑇′),𝜃𝜃� . 
 

 
              (32) 

The first three terms are discussed below, and the reflector emissivity contribution is discussed in 
Section 6.5.2 Reflector Emission Correction.  
 
If the warm target is not a perfect blackbody, the emitted radiation is less than the value computed 
from the Planck function, resulting in a difference of: 
 
 ∆𝑅𝑅𝑤𝑤,𝑒𝑒𝑒𝑒 = (𝜖𝜖 − 1) ∙ 𝑅𝑅𝑤𝑤(𝑇𝑇′) , (38) 

where Rw is warm target radiance, and can be calculated from the warm target band-corrected 
brightness temperature. For ATMS, the requirement for warm target effective emissivity is no less 
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than 0.9999. Thus, at a temperature of 300 K, the resulting bias error in brightness temperature is 
no more than 0.03 K. The uncertainty of the warm target radiance, Rw,temp, depends on the 
temperature drifts, temperature gradients, and inaccurate temperature measurements.  
 
Temperature drift is the target temperature change between the time of radiometric observation 
and the time that the physical temperature is measured. For ATMS, the maximum time delay is 
the 2.67 s scan period, and the maximum thermal drift rate is required to be smaller than 0.001 
K/s. Thermal analyses indicate that the actual maximum drift rate, which occurs at the eclipse 
when the angle between sun vector and satellite orbit plane, or beta angle, is about 80°, will be no 
greater than this requirement. In the actual ATMS design, the physical temperature measurements 
are centered at the same time as the warm calibration radiometric measurements. Therefore, for 
the nominal case bias error budget, this item is reduced to a negligible contribution [NG, 2017].  
 
The warm load target temperature spatial gradients calculated from target PRT measurements for 
S-NPP, NOAA-20, J02 and J03 ATMS, computed from pre-launch thermal vacuum data, are 0.02 
K, 0.05 K, 0.14 K and 0.2 K, respectively. The use of multiple temperature sensors distributed 
throughout the warm load allows for averaging that reduces horizontal gradients. However, the 
vertical gradients still exist and will contribute directly to the calibration bias error. The vertical 
gradients are a function of the horizontal position on the pyramidal tines, and the effect of this on 
calibration bias error will be the temperature error averaged over the horizontal plane. The 
temperature measurement accuracy pertains to the accuracy of the PRT sensors and their 
associated read-out electronics. The single four-wire PRT accuracy is about 0.10 K. The average 
of readings from seven PRTs, which is the minimum required for each calibration target, will 
reduce the bias error. The reduction factor though is largely unknown since some of the error terms 
may be partially correlated. The resulting end-of-life (EOL) value for a single PRT is therefore 
used for the bias error budget study.  
 
In Equation (37), the external radiation term, Rw,cp is caused by the imperfect coupling of the 
reflector/shroud assembly to the warm load. The error due to this coupling is given by: 
 
 ∆𝑅𝑅𝑤𝑤,𝑐𝑐𝑐𝑐 = 𝐶𝐶𝑔𝑔 ∙ (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑒𝑒𝑒𝑒) , 

 
    (39) 

where Cg is the coupling factor, and Rw and Rex are the radiance of warm load and external 
environment, respectively. The worst-case condition is when the warm load is heated to a 
maximum and the external environment is at a minimum. Thermal analyses indicate that the 
maximum target temperature is 330 K. As illustrated in Figure 12, the environment, facing the 
Earth, with reflective obstructions on all sides, is approximated as about a 75% view of Earth and 
25% view of cold space. At a minimum Earth brightness temperature of 150 K, this gives a 
radiance error in terms of brightness temperature of 0.2 K.  
 
Considering the target emissivity error and coupling loss, the warm load target bias for on-orbit 
calibration can be calculated as: 
 ∆𝑅𝑅𝑤𝑤 = −𝑅𝑅(𝑇𝑇′ = 282𝐾𝐾) ∙ (1 − 𝜖𝜖) − 𝐶𝐶𝑔𝑔 ∙ �𝑅𝑅𝑤𝑤(𝑇𝑇′) − 𝑅𝑅𝑒𝑒𝑒𝑒(𝑇𝑇𝑒𝑒𝑒𝑒 = 113.3𝐾𝐾)�

+ ∆𝑅𝑅𝑤𝑤,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟�𝜖𝜖𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟,𝑅𝑅�𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟�,𝑅𝑅𝑤𝑤(𝑇𝑇′),𝜃𝜃� , 
(33) 

 
where Rw is warm load target radiance and Rex is radiance of the external environment. In 
operational calibration algorithm, a brightness temperature of 113.3K was used to calculate the 
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Rex. The warm load target emissivity and coupling factor for each of 22 channels of SNPP and 
NOAA-20 ATMS can be found in the instrument calibration data book.  

6.4 Effective Space Radiance  

A value of 2.728 K is used for the cosmic background temperature, 𝑇𝑇c, which can be transformed 
into radiance through Planck’s equation. Uncertainties in the radiance of the cold target 
observation are dependent upon the Earth contamination through antenna sidelobes, ∆𝑅𝑅𝑐𝑐,𝑠𝑠𝑠𝑠, the 
near-field spacecraft and instrument blockage, ∆𝑅𝑅𝑐𝑐,𝑠𝑠𝑠𝑠, the uncertainty of the actual cosmic 
radiation, ∆𝑅𝑅𝑐𝑐,𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐, and the antenna reflector emission, ∆𝑅𝑅𝑐𝑐,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 - i.e., 
 
 ∆𝑅𝑅𝑐𝑐 = ∆𝑅𝑅𝑐𝑐,𝑠𝑠𝑠𝑠 + ∆𝑅𝑅𝑐𝑐,𝑠𝑠𝑠𝑠 + ∆𝑅𝑅𝑐𝑐,𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐 + ∆𝑅𝑅𝑐𝑐,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 . (34) 

 
The first three terms are discussed below, but the reflector emissivity contribution is discussed in 
Section 6.5.2 Reflector Emission Correction. 
 
The magnitude of the Earth radiation contamination can be either predetermined from ground-
measured antenna patterns or calculated from cold space observations collected during the ATMS 
instrument post-launch roll maneuver. The estimate computed using the antenna pattern involves 
integration of a worst-case ATMS far-field antenna pattern over the angular region subtended by 
the Earth for the primary cold calibration beam position at a spacecraft altitude of 833 km. Both 
co- and cross-polarized antenna patterns were employed in the computations, because the rotation 
of the reflector with respect to the feedhorn causes a rotation of the incident vertical and horizontal 
polarization vector with respect to the feedhorn wave guide slot. For Suomi NPP and NOAA-20 
ATMS, the worse-case cold target calibration error is about 0.3 K to 0.5 K from Earth 
contamination. 
 
The estimate of cold-target radiance uncertainty related to the near-field spacecraft and instrument 
blockage involves an integration of the near-field energy density of the antenna over regions of the 
spacecraft structures. The goal of this step is to determine the fraction of energy received from 
spacecraft reflections of Earth radiation. This was done both for the cases of maximally allowed 
spacecraft intrusions into the cold space hemisphere, and for an expected typical case based on 
proposed satellite configurations. For Suomi NPP and NOAA-20 ATMS, the worse-case cold 
target calibration error is about 0.08 K to 0.13 K from the spacecraft contamination.  
 
Finally, the uncertainty in computing the cosmic background radiance is determined by the cosmic 
temperature, which is 2.72548 ± 0.00057 K, and can be transformed easily into radiance space. 
This term of Equation (43) is found to be negligible.  
 
The Earth and spacecraft radiance interception percentage with respect to total incoming radiance, 
which determines cold target radiance uncertainty, can be found in the ATMS calibration data 
book. Biases are calculated by assuming brightness temperature of 290K for the Earth and for 
reflected radiation from the spacecraft. The value of the SDR algorithm correction is half of the 
sum of the Earth and spacecraft predicted maximum contributions. 
  

6.4.1 Lunar Intrusion Correction  
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Nominally, the ATMS cold space view position is chosen from the four possible space view 
positions to provide the least space view radiance contamination. There are instances though when 
the Moon enters into the specified ATMS space view and contaminates the signal. In ATMS 
operational TDR datasets, lunar intrusion (LI) is identified by the quality flag defined as “Moon 
in Space View.” The definition of a LI event is when the Moon disk enters the ATMS antenna 
main beam during a space view. After the launch of Suomi-NPP and NOAA-20 satellites, it was 
observed that LI events happened several times a year and would affect several consecutive orbits. 
Since the lunar surface brightness temperature can vary from 120 K to 380 K, and is much higher 
than the 2.7 K cosmic background temperature used in calibration, lunar radiation can seriously 
impact calibration accuracy if it is not corrected. For most of the current space-borne microwave 
radiometers operating in polar orbit at an altitude around 800km above the Earth’s surface, the 
apparent angle subtended by the disk of the Moon is about 0.5o, which is much smaller than beam 
width of the ATMS observations. The method to determine the radiance contamination related to 
the Moon in space view, described in Yang and Weng (2016), is briefly described below. 
 
When the Moon appears in the satellite observation field of view (FOV), the effective microwave 
brightness temperature of the Moon disk, 𝑇𝑇𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚

𝑟𝑟𝑟𝑟𝑟𝑟 , is a function of the ATMS antenna response 
function, 𝐺𝐺𝑎𝑎𝑎𝑎𝑎𝑎, as well as the Moon disk normalized solid angle, Ω𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚, and average lunar 
brightness temperature, 𝑇𝑇𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑 . This is given below as follows: 
 
 𝑇𝑇𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚

𝑟𝑟𝑟𝑟𝑟𝑟 = Ω𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 ∙ 𝐺𝐺𝑎𝑎𝑎𝑎𝑎𝑎 ∙ 𝑇𝑇𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑  .                                   (35) 

   

Assuming the azimuthal asymmetry is insignificant, the antenna response within the mean beam 
range can then be accurately simulated by the following one-dimension Gaussian function: 
 
 

𝐺𝐺𝑎𝑎𝑎𝑎𝑎𝑎(𝛼𝛼) = 𝑒𝑒
(𝛼𝛼−𝛼𝛼0)2
2𝜎𝜎2  , 

(36) 

   
where α is the separation angle between the antenna boresight and Moon-in-space view vector, 
α0, is the beam pointing error, and σ is an antenna parameter that is a function of the angle defining 
the 3-dB beam width 𝜃𝜃3𝑑𝑑𝑑𝑑 – i.e., 𝜎𝜎 = 0.5 𝜃𝜃3𝑑𝑑𝑑𝑑 �2𝑙𝑙𝑙𝑙𝑙𝑙2⁄ . The normalized solid angle of the moon, 
Ωmoon, is calculated as a solid angle of the moon disk normalized by the antenna beam solid angle, 
ΩA, with the following expression: 
 
 

Ω𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 =
𝜋𝜋 � 𝑟𝑟𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝐷𝐷𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚

�
2

Ω𝐴𝐴
 . 

 
(37) 

In this expression, rmoon and Dmoon are the radius and diameter of the Moon, respectively. Also, ΩA 
can be given as Ω𝐴𝐴 = ∬ 𝐺𝐺(𝜃𝜃,𝜙𝜙)𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠4𝜋𝜋 . In this expression, 𝜃𝜃 and 𝜙𝜙 are the antenna elevation 
and azimuth angles, respectively. For ATMS calibration, antenna-related parameters σ and ΩA 
were calculated from ground measurements of antenna pattern, and α0 is derived from large 
samples of lunar observations by using an optimized regression algorithm. In Equation                                   
(44), the average brightness temperature of the Moon’s disk is a function of Moon phase angle, Θ, 
and can be calculated from the equation below as 
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 𝑇𝑇𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑 = 95.21 + 104.63 ∙ (1 − 𝑐𝑐𝑐𝑐𝑐𝑐Θ) + 11.62
∙ (1 + 𝑐𝑐𝑐𝑐𝑐𝑐2Θ) . 

(38) 

   

It should be noted that the above experimental expression for 𝑇𝑇𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑  is derived under an 
assumption that the average emissivity of lunar surface is about 0.95, and there is no frequency 
dependence of brightness temperature of the Moon. 
 
For each of the four cold space view readings, if ∆𝑇𝑇c is larger than a threshold of 0.2 K, this cold 
space view reading is flagged as being contaminated by lunar intrusion and excluded in the SDR 
calibration. It needs to be pointed out that ∆𝑇𝑇c is only used for detecting the contaminated cold 
space view reading, not used to correct it.  
 
Cold space view readings that are not contaminated by lunar intrusion (e.g., up to four readings) 
are used in the calibration processing. However, there is high probability that all four readings are 
contaminated in a single scan line, particularly for the channels with a 5.2° FOV. To avoid data 
gaps (could be up to 200 scans), cold space view readings least effected by lunar intrusion are 
selected for calibration, with additional lunar radiation terms calculated from Eq (29) included in 
cold end calibration radiance.  
 

6.5 Antenna Temperature 
As mentioned in Section 5. In-flight Calibration System, the approach adopted for ATMS is to 
first use the linear approximation to estimate radiance, Rlin, and then estimate and apply radiance 
corrections,  
∆𝑅𝑅, to this linear retrieved radiance. The radiance corrections include a radiance correction for the 
non-linearity of the calibration curves, ∆𝑅𝑅𝑛𝑛𝑛𝑛, as well as a radiance correction for the antenna 
reflector emission, ∆𝑅𝑅𝑠𝑠,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟. This combined correction to can be simply expressed as: 
 
 ∆𝑅𝑅 = ∆𝑅𝑅𝑛𝑛𝑛𝑛 + ∆𝑅𝑅𝑠𝑠,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 .                                       (39) 

   

Once the radiance corrections have been added to the linear radiance estimate, an antenna radiance 
is established. This can be converted to ATMS TDR product brightness temperature in units of K, 
by converting corrected radiance to brightness temperature using Planck’s Function. In the two 
subsections below, more details about the radiance corrections are provided. 
 

6.5.1 On-Orbit Non-linearity Correction 
 
The nonlinearity parameter, Q, in Equation (15) can be expressed as a function of the nonlinearity 
parameter, µ, as follows: 
 
 ∆𝑅𝑅𝑛𝑛𝑛𝑛 = 𝜇𝜇 ∙ (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2 ∙ 𝑥𝑥 ∙ (𝑥𝑥 − 1) , (40) 
   

where Rw and Rc are the radiance of warm and cold calibration targets, and x is the normalized 
scene counts with 𝑥𝑥 = (𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑐𝑐) (𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)⁄ . The values of µ can be obtained from ATMS thermal 
vacuum (TVAC) measurement data acquired within the scene temperature range of 83 K to 330 K 
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for Suomi-NPP, and 93 K to 330 K for NOAA-20 ATMS. However, for ATMS on-orbit 
calibration, the cold calibration temperature is approximately 3 K. Thus, the nonlinearity value 
must be estimated by extrapolating TVAC data down to 3 K. By using Equation (47) above, one 
can compute the nonlinearity term for all scene temperatures within and beyond the range defined 
by the 83 K or 93 K minimum value, and the 330 K maximum. Since the nonlinearity parameter 
µ is sensitive to receiver temperature, Trx, the µ parameter needs to be derived for different receiver 
temperature settings. For ATMS TVAC testing, the µ parameters are derived for receiver 
temperature settings of -10°C, 5°C, and 20°C, in order to cover the possible on-orbit operational 
receiver temperature variation range. Then a quadratic fitting function can be used define the 
relationship between Trx and µ as given below: 
 
 𝜇𝜇 = 𝑎𝑎0 ∙ 𝑇𝑇𝑟𝑟𝑟𝑟2 + 𝑎𝑎1 ∙ 𝑇𝑇𝑟𝑟𝑟𝑟 + 𝑎𝑎2 . (48) 
   

Note, that the nonlinearity term Q in Equation (15) can also be expressed as a function of maximum 
nonlinearity, Rnlmax, as ∆𝑅𝑅𝑛𝑛𝑛𝑛 = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 ∙ [4 ∙ (𝑥𝑥 − 0.5)2 − 1], where 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 = 𝜇𝜇 ∙ (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2 4⁄ . 
See section 8 for more details concerning the TVAC and on-orbit nonlinearity correction. 
 

6.5.2 Reflector Emission Correction 
 
Equation (29) provides a physical model for simulating receiver response to incoming unpolarized 
radiation obtained through a non-lossless polarizing scan antenna reflector. This relates to the case 
of cold space scans taken during the satellite pitch-over maneuver. When a non-lossless plane 
reflector is used to scan the scene, uniform unpolarized radiation can be polarized and quantified 
as a function of antenna reflectivity, reflector radiance, scene radiance, and scan angle. For QV 
channels, the relationship between scene counts/brightness temperature and scan angle is a sine-
squared curve, and for QH channels it follows a cosine-squared curve. The impact of reflector 
thermal radiation can become significant for the cosmic background scene temperature of 2.73 K, 
which is the case for the cold space view portion of the ATMS scan cycle. For example, if the 
reflector reflectivity is only 0.994, then using the assumed cold target brightness temperature of 
2.73 K in calibration can have an error of about 2 K. At this reflector reflectivity, a value for the 
cold space view of about 4.5 K may be appropriate, and should be considered.  As such, it is 
important to calculate the ATMS reflector emissivity for each ATMS channel and use these values 
to apply an on-orbit correction for reflector emission. 
 
The calculation of ATMS reflector emissivity is performed using pitch maneuver data and an 
updated version of the methodology described in Leslie et. al. (2013) (Manaster et. al., 2026) and 
is detailed briefly in the following sections.   
 

6.5.2.1 Antenna Temperature Calibration Algorithm for Reflector Emission Correction 
 
This section summarizes the equations for the antenna temperature calibration algorithm used in 
the empirical calculation of ATMS reflector emissivity.  These equations are originally from Leslie 
et. al. (2013) in which this emissivity estimation was initially preformed for the ATMS instrument 
onboard S-NPP. 
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Taking into account the lossy (emissive) nature of the ATMS reflector, the antenna temperature 
coming off of the reflector that is measured by the feedhorn (𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚) can be expressed by the 
following equation: 
 
 𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 = (1 −  𝜖𝜖𝑥𝑥) × 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 +  𝜖𝜖𝑥𝑥  ×  𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 (49) 

 
Where 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠is the antenna temperature of the scene being measured, 𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 is the physical 
temperature of the reflector, and 𝜖𝜖𝑥𝑥 can be the emissivity for either quasi-vertical or quasi-
horizontal polarizations (depending on the ATMS channel) and is a function of normal-incidence 
emissivity and scan angle (see Manaster et. al. 2026 for further details): 
 
 𝜖𝜖𝑄𝑄𝑄𝑄 =  

𝜖𝜖𝑁𝑁
√2

  × 𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃 (41) 

 
 𝜖𝜖𝑄𝑄𝑄𝑄 =  

𝜖𝜖𝑁𝑁
√2

  × 𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃 (42) 

 
Where 𝜃𝜃 is the ATMS scan angle and 𝜖𝜖𝑁𝑁 is the normal-incidence emissivity. 
 
As described in Leslie et. al. (2013), the emissivity of the ATMS reflector affects three parts of the 
ATMS retrieval: the cold sky calibration target, the warm load calibration target, and the scene 
𝑇𝑇𝑎𝑎 themselves. As such, Leslie et al. (2013) developed the calibration algorithm described herein 
to account for the fact that the reflector emissivity corrupts the count measurements of both the 
calibration targets and the scene by adjusting the measured 𝑇𝑇𝑎𝑎 accordingly. 
 
To start, the gain (𝑔𝑔) and offset (𝑇𝑇𝑐𝑐) terms in the following linear two-point calibration equation 
need to be adjusted to account for how the reflector emissivity affects the cold sky and warm load 
calibration targets: 
 
 𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 = 𝑔𝑔 × (𝐶𝐶𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 −  𝐶𝐶𝑐𝑐) +  𝑇𝑇𝑐𝑐 (43) 

 
Where 𝐶𝐶𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 refers to the observed scene counts and 𝐶𝐶𝑐𝑐 refers to the cold sky calibration target 
counts.  𝑇𝑇𝑐𝑐 is calculated using the following equation for ATMS Qv channels: 
 
 
 𝑇𝑇𝑐𝑐 = (1 −  𝜖𝜖𝑐𝑐)  × 𝑇𝑇𝐷𝐷𝐷𝐷 + 𝜖𝜖𝑐𝑐  ×  𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟

=  𝑇𝑇𝐷𝐷𝐷𝐷 + 
𝜖𝜖𝑁𝑁
√2

  × 𝑠𝑠𝑠𝑠𝑠𝑠2(𝜃𝜃𝑐𝑐) × (𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 −  𝑇𝑇𝐷𝐷𝐷𝐷) 

(44) 

 
And for Qh Channels: 
 
 𝑇𝑇𝑐𝑐 = (1 −  𝜖𝜖𝑐𝑐)  × 𝑇𝑇𝐷𝐷𝐷𝐷 +  𝜖𝜖𝑐𝑐  ×  𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟

=  𝑇𝑇𝐷𝐷𝐷𝐷 +  
𝜖𝜖𝑁𝑁
√2

  × 𝑐𝑐𝑐𝑐𝑐𝑐2(𝜃𝜃𝑐𝑐) × (𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 −  𝑇𝑇𝐷𝐷𝐷𝐷) 

(45) 

   

Here 𝜖𝜖𝑐𝑐 is the quasi-vertical or quasi-horizontal emissivity of the reflector (depending on the 
channel; Equations (49) and (51)) affecting the cold sky target measurement, 𝜃𝜃𝑐𝑐 is the scan angle 
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of the cold sky calibration target, and 𝑇𝑇𝐷𝐷𝐷𝐷 is the true deep-space brightness temperature (i.e., 
cosmic background; 2.73K).  Similarly, 𝑔𝑔 is adjusted with the following equation: 
 
 

𝑔𝑔 =  
𝑇𝑇𝑤𝑤 +  𝜖𝜖𝑤𝑤  × �𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 −  𝑇𝑇𝑤𝑤� −  𝑇𝑇𝑐𝑐 − 𝜖𝜖𝑐𝑐  × (𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 −  𝑇𝑇𝐶𝐶) 

𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐
 

(46) 

 
𝑇𝑇𝑤𝑤 is the temperature of the warm load calibration target, 𝑇𝑇𝑐𝑐 is the value calculated in equation 
(53) or (54), 𝜖𝜖𝑤𝑤 and 𝜖𝜖𝑐𝑐 are the quasi-vertical or quasi-horizontal emissivities of the reflector 
(depending on the channel; Equations (50) and (51)) affecting the measurements of the warm load 
and cold sky targets, respectively, and 𝐶𝐶𝑤𝑤 and 𝐶𝐶𝑐𝑐 are the warm load and cold sky counts, 
respectively.  Once calculated, the gain from equation (57) (𝑔𝑔) and the corrected temperature of 
the cold sky calculated in equation (55) or (56) (𝑇𝑇𝑐𝑐) are inserted into equation (54) to determine 
the value of 𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚. 
 
𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 represents the scene antenna temperatures seen by the receiver that contain the emissive 
contribution from the reflector.  As a final step to calculate the actual scene temperatures 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 
equation (51) can be rearranged as follows: 
 
 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 =

𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 − 𝜖𝜖𝑥𝑥  ×  𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 
1 −  𝜖𝜖𝑥𝑥

 (47) 

 
Again, 𝜖𝜖𝑥𝑥 is the quasi-vertical or quasi-horizontal emissivity as a function of normal-incidence 
emissivity and scan angle (Equations (52) and (53)).  Using the adjusted value of 𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚𝑚 
calculated from equation (54), the resulting 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 values calculated from (58) represent the actual 
observed scene antenna temperatures corrected for the emissive reflector's contribution to both 
calibration targets and the scene temperatures themselves. 
 

6.5.2.2 Empirical ATMS Reflector Emissivity Derivation 
 
Following the methodology outlined in Leslie et al. (2013), equations (54) - (58) can be used to 
empirically determine the ATMS reflector emissivity values for each channel.  It is important to 
note that before this is done, a model is fit to the average observed pitch maneuver scene counts 
(𝐶𝐶𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠) vs. scan angle curve.  This model is either a 𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃 (for Qv channels) or 𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃 (for Qh 
channels) curve and is fit to the subset of scan angles (𝜃𝜃) that are deemed to be minimally impacted 
by intrusion from either the spacecraft or Earth sidelobes i.e., the subset of pitch maneuver scan 
angles where reflector emissivity is the dominant error source (Anderson et. al., 2015, Manaster 
et. al., 2026).  By performing this fit, we aim to remove any extraneous sources of error that could 
be misinterpreted as an emissivity effect.  These model fits are extrapolated out to all scene scan 
angles and to the cold sky calibration sector and are used to determine our 𝐶𝐶𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠  and 𝐶𝐶𝑐𝑐values 
that we use in equation (54) for the emissivity estimation described below. 
 
The correction for the emissive reflector requires two main parameters: the normal-incidence 
emissivity (𝜖𝜖𝑁𝑁) and the physical temperature of the reflector (𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟).  Since there are no actual 
measurements of 𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟, it must be modeled.  For our purposes, 𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟is modeled as the V-band shelf 
PRT temperature.  To determine the normal-incidence emissivity (our main variable of interest 
that we would like to estimate), we iterate through potential values of 𝜖𝜖𝑁𝑁 for each ATMS channel, 
applying them to the scene temperature calibration algorithm presented in equations (54)-(58) for 
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measurements made during a given satellite's pitch maneuver.  The emissivity values we iterate 
through depend on the ATMS sensor and channel.  For ATMS units with overall higher emissivity 
values, we iterate through normal-incidence emissivity values of 0.005% from 0 - 0.1%.  For other 
sensors and channels where 𝜖𝜖𝑁𝑁 is expected to be smaller, we iterate through smaller values and a 
reduced range (e.g., values of 0.0025% from 0 - 0.02%).   
 
Substituting these normal-incidence emissivity values into the scene temperature calibration 
algorithm described in equations (54)-(58) and applied to pitch maneuver data results in curves of 
𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 (Equation (58)) vs. scan angle that have been "corrected" assuming the reflector has a 
normal-incidence emissivity equal to the emissivity value being iterated through. Since we are 
observing a uniform deep space background during the pitch maneuver, an emissivity-corrected 
𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 vs. scan angle curve should ideally be completely flat and equal to the cosmic microwave 
background temperature (2.73K).  As such, our goal when iterating through the normal-incidence 
emissivity’s for each channel is to determine the 𝜖𝜖𝑁𝑁 value that results in the corrected average pitch 
maneuver 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 vs. scan angle curve with the lowest standard deviation, i.e., the flattest. 
 
To more precisely determine the normal-incidence emissivity that corresponds to the flattest curve 
(since we iterate through normal-incidence emissivity at pre-determined steps), a 6th degree 
polynomial is fit to 𝑇𝑇𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 curve standard deviations vs. the normal-incidence emissivity’s that 
were iterated through for each channel.  The local minimum of the best-fit 6th degree polynomial 
is chosen as the normal-incidence emissivity of the channel. A 6th degree polynomial was 
determined through testing to provide the best fit to these data.  For higher-order polynomials, the 
fit is not improved by an appreciable amount.  The local minimum of lower-order polynomials 
tended to be slightly offset from the location of the actual minimum standard deviation. 
 
As a final step, we must covert our computed normal-incidence emissivity’s to 45° 𝜖𝜖ℎ emissivities 
(i.e., the angle of incidence of the radiation on the ATMS reflector) as these are emissivity values 
used in the ATMS operational Processing Coefficients Tables (PCTs).  To do this, we insert our 
normal-incidence emissivity value for a given channel into the following equation (note that 
further details on this relationship are provided in Manaster et. al., 2026): 
 
 𝜖𝜖ℎ =  

𝜖𝜖𝑁𝑁
√2

 (48) 

 
The channel dependent flat reflector 45° 𝜖𝜖ℎ emissivities for Suomi-NPP, NOAA-20, and NOAA21 
ATMS sensors currently used in the operational PCTs are listed in Table 5. 
 

Table 5. NOAA-21/NOAA-20/S-NPP ATMS Reflector Emissivity 
Channel NOAA-21 ATMS 

Reflector Emissivity 
NOAA-20 ATMS 

Reflector Emissivity 
SNPP ATMS Reflector 

Emissivity 

1 0.00132 0.0018 0.0025 

2 0.00116 0.0014 0.0026 

3 1.8E-4 0.0004 0.0021 

4 1.8E-4 0.0004 0.0022 

5 1.8E-4 0.0005 0.0021 
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6 1.8E-4 0.0004 0.0023 

7 1.6E-4 0.0006 0.0023 

8 1.6E-4 0.0003 0.0024 

9 1.6E-4 0.0004 0.0023 

10 2.1E-4 0.0007 0.0025 

11 2.1E-4 0.0006 0.0024 

12 2.1E-4 0.0007 0.0026 

13 2.1E-4 0.0007 0.0028 

14 2.1E-4 0.0003 0.0022 

15 2.1E-4 0.0003 0.0026 

16 0.00168 0.0017 0.0046 

17 0.00225 0.0004 0.0029 

18 0.00242 0.0006 0.0039 

19 0.00242 0.0004 0.0039 

20 0.00242 0.0002 0.0039 

21 0.00242 0.0006 0.0039  

22 0.00242 0.0006 0.0036 
  

6.5.2.3 On-Orbit Reflector Emission Correction 
 
For on-orbit calibration, the cold space view and warm load radiance are corrected for reflector 
emission by using the equation below: 
For Qv channels: 
 
 Δ𝑅𝑅𝑥𝑥,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 = 𝜖𝜖ℎ ∙ �𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑥𝑥� + �𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑥𝑥� ∙ (𝜖𝜖𝑣𝑣 − 𝜖𝜖ℎ)

∙ 𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃 . 
(49) 

   
For Qh channels: 
 
 Δ𝑅𝑅𝑥𝑥,𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟𝑟 = 𝜖𝜖ℎ ∙ �𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑥𝑥� + �𝑅𝑅𝑟𝑟𝑟𝑟𝑟𝑟 − 𝑅𝑅𝑥𝑥� ∙ (𝜖𝜖𝑣𝑣 − 𝜖𝜖ℎ) ∙ 𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃 . (50) 

   

In the equation above, x can be c, w, or s, which represent cold space, average warm load or earth 
scene respectively. Note that, following Yang et. al. (2016), the relationship between the computed 
𝜖𝜖ℎ emissivity’s and 𝜖𝜖𝑣𝑣 in the equations above is given as 𝜖𝜖𝑣𝑣 = 2𝜖𝜖ℎ.  The reflector emission 
correction equations for antenna temperature at each of the FOV positions is given below: 
 
 
 𝑇𝑇𝑎𝑎′ = 𝐶𝐶0 + 𝐶𝐶1 ∙ 𝑇𝑇𝑎𝑎 . (60) 
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In the equation above, C0 and C1 are correction coefficients and can be calculated from reflector 
emissivity and reflector temperature as below: 
For Qv channels: 
 
 

𝐶𝐶0 =
−𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟 ∙ 𝜖𝜖ℎ ∙ �1 + (1 − 𝜖𝜖ℎ)�𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃

(1 − 𝜖𝜖ℎ) ∙ (1 − 𝜖𝜖ℎ𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃)  
(61) 

 𝐶𝐶1 =
1

(1 − 𝜖𝜖ℎ) ∙ (1 − 𝜖𝜖ℎ𝑠𝑠𝑠𝑠𝑠𝑠2𝜃𝜃) (62) 

   
For Qh channels: 
 
 

𝐶𝐶0 =
−𝑇𝑇𝑟𝑟𝑟𝑟𝑟𝑟 ∙ 𝜖𝜖ℎ ∙ �1 + (1 − 𝜖𝜖ℎ)�𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃

(1 − 𝜖𝜖ℎ) ∙ (1 − 𝜖𝜖ℎ𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃)  

 

(63) 

 𝐶𝐶1 =
1

(1 − 𝜖𝜖ℎ) ∙ (1 − 𝜖𝜖ℎ𝑐𝑐𝑐𝑐𝑐𝑐2𝜃𝜃) . 

 

(64) 

6.6 Data Quality Control 
  
The SDR code examined for the first version of this document contains only rudimentary data 
quality control (QC) and quality assessment (QA). Subsequent algorithm updates have 
incorporated additional quality checking process [NASA, 2017]. 
 

6.6.1 PRT Quality Checks 
 
1) PRT quality check – limits 
 
The converted warm load PRT temperatures are checked against predetermined gross limits. Those 
falling outside the limits are considered “bad”: 
 
 𝑇𝑇𝑖𝑖 < 𝑇𝑇𝑙𝑙𝑙𝑙𝑙𝑙 𝑜𝑜𝑜𝑜 𝑇𝑇𝑖𝑖 < 𝑇𝑇𝑢𝑢𝑢𝑢𝑢𝑢 → "𝑏𝑏𝑏𝑏𝑏𝑏 − 𝑇𝑇𝑖𝑖"  (65) 

 
2) PRT quality check – self-consistency 
 
The PRT temperatures are then checked for self-consistency (i.e., data fluctuation). This is done 
by comparing all temperatures not flagged as bad with each other. Any PRT’s temperature that 
differs by more than a fixed limit from at least two other PRTs readings will be flagged as “bad”: 
 
 |𝑇𝑇𝑖𝑖 − 𝑇𝑇𝑗𝑗| > ∆𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚 𝑎𝑎𝑎𝑎𝑎𝑎  |𝑇𝑇𝑖𝑖 − 𝑇𝑇𝑛𝑛| > ∆𝑇𝑇𝑚𝑚𝑚𝑚𝑚𝑚 → "𝑏𝑏𝑏𝑏𝑏𝑏 − 𝑇𝑇𝑖𝑖" (66) 

 
The number of “good” PRTs is then checked. If there are less than five “good” PRTs for the KAV 
target or four for the WG target, all PRTs within that group will be flagged as “bad”. These 
numbers can be adjusted in the ancillary parameter file. “Bad” PRTs are excluded from the 
calibration process.   
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3)  PRT quality check – data sufficiency 
 
If the weight-sum of “good” PRT readings used in the multi-scans averaging falls below a specified 
percentage, it is deemed not possible to reliably determine the warm load temperature for the 
current calibration cycle: 
 

(∑𝑖𝑖𝑊𝑊𝑖𝑖)/𝑊𝑊𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡 < 𝑊𝑊𝑡𝑡ℎ𝑟𝑟𝑟𝑟𝑟𝑟ℎ𝑜𝑜𝑜𝑜𝑜𝑜_𝑝𝑝𝑝𝑝𝑝𝑝 → "𝑏𝑏𝑏𝑏𝑏𝑏 − 𝑇𝑇𝑊𝑊����" (67) 
 
Failing the data sufficiency test will result in an unsuccessful calibration cycle. 
 

6.6.2 Warm Count Quality Checks: 
 
1) Quality check – limits 
 
Each count from each channel is checked against pre-defined channel-specific gross limits. Those 
fall outside the limits are flagged as “bad”: 
 

𝐶𝐶𝑤𝑤𝑖𝑖 < 𝐶𝐶𝑤𝑤𝑙𝑙𝑙𝑙𝑙𝑙 𝑜𝑜𝑜𝑜 𝐶𝐶𝑤𝑤𝑖𝑖 >  𝐶𝐶𝑤𝑤𝑢𝑢𝑢𝑢𝑢𝑢 → "𝑏𝑏𝑏𝑏𝑏𝑏 − 𝐶𝐶𝑤𝑤𝑖𝑖" (68) 
 
2) Quality check – self consistency 
 
The counts are checked for self-consistency. Each count not flagged as “bad” is compared with 
other counts in the same scan. Any count that differs by more than a fixed limit from at least two 
other counts will be flagged as “bad”: 
 

�𝐶𝐶𝑤𝑤𝑖𝑖 − 𝐶𝐶𝑤𝑤𝑗𝑗� < ∆𝐶𝐶𝑤𝑤𝑚𝑚𝑚𝑚𝑥𝑥 𝑎𝑎𝑎𝑎𝑎𝑎 |𝐶𝐶𝑤𝑤𝑖𝑖 − 𝐶𝐶𝑤𝑤𝑘𝑘| > ∆𝐶𝐶𝑤𝑤𝑚𝑚𝑚𝑚𝑚𝑚 → "𝑏𝑏𝑏𝑏𝑏𝑏 − 𝐶𝐶𝑤𝑤𝑖𝑖" (69) 
 
The number of “good” samples is then checked. If there are less than three “good” samples, this 
scan will be flagged as “bad” and not included in the multi-scans averaging. 
 
3) Quality check – gain error 
 
If the lowest “good” warm count is smaller than or equal to the highest “good” cold count, all the 
warm counts and cold counts from this scan will be flagged as “bad” and not included in the multi-
scans averaging. 
 
4) Quality check – data sufficiency 
 
If the weight-sum of all “good” scans falls below a specified percentage, it is deemed impossible 
to reliably determine the averaged warm count for the current calibration cycle. Failing the data 
sufficiency test will result in an unsuccessful calibration cycle. 
 

6.6.3 Cold Count Quality Checks 
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The cold count quality checks are identical to the warm count checks, with limits appropriate for 
the cold counts. 
 
All the limits and thresholds would be set initially during pre-launch to allow all data to pass 
through. After launch, these numbers shall be adjusted accordingly based on operational 
experiences. 
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7. TDR to SDR Conversion  

7.1 Antenna Pattern Correction Introduction 
 
As a cross-track scanning microwave radiometer, pure vertical (V) or horizontal (H) polarization 
measurements of ATMS only occur at nadir. At other scan angles, the measurements represent a 
mixed contribution from both V and H polarizations. Thus, it is necessary to define the quasi-
vertical and quasi-horizontal antenna brightness temperatures (TDR), 𝑇𝑇𝑎𝑎

𝑄𝑄𝑄𝑄 and 𝑇𝑇𝑎𝑎
𝑄𝑄ℎ, which are 

defined as, 
 𝑇𝑇𝑎𝑎

𝑄𝑄𝑄𝑄 = 𝑇𝑇𝑎𝑎𝑣𝑣 cos2 𝛼𝛼 + 𝑇𝑇𝑎𝑎ℎ sin2 𝛼𝛼                                    (70) 

 𝑇𝑇𝑎𝑎
𝑄𝑄ℎ = 𝑇𝑇𝑎𝑎𝑣𝑣 sin2 𝛼𝛼 + 𝑇𝑇𝑎𝑎ℎ cos2 𝛼𝛼 (71) 

where 𝑇𝑇𝑎𝑎𝑣𝑣  and 𝑇𝑇𝑎𝑎ℎ are the antenna brightness temperatures of the vertically polarized and 
horizontally polarized components, respectively, following the conventional definition. The 
variable 𝛼𝛼 is the scan angle from nadir. This is an approximation derived from the general Stokes 
vector transformation with an assumption of zero third and fourth Stokes components. Thus, the 
ATMS antenna receives a linear combination of the pure vertical and horizontal components. 
 
For a microwave antenna system, the radiative components from the Earth and other targets are 
collected through its main beam and the side lobes. The magnitude of side lobes depends on both 
frequency and antenna size. In general, the higher the frequency and the larger the antenna size, 
the narrower the main beam and the smaller the side-lobe effect. Based on the normalized antenna 
pattern, the main beam width, and co- and cross-polarized main beam efficiencies, are computed. 
Note that the main beam efficiency is defined using the half-power point (-3dB). Similarly, the 
normalized antenna pattern is also used to determine the co- and cross-polarized efficiencies of the 
side lobes. The main beam efficiencies of the ATMS antenna are higher than 95% at all three 
measured scan positions (FOV’s 1, 48, and 96, also known as Beam Position’s or BP), while the 
maximum magnitude of either of the side lobes is less than -30dB. The satellite measured radiation 
represents a convolution of not only the main beam efficiency of detected Earth radiance, but also 
the side lobe contributions from radiance emanating from the Earth, cold space and the satellite 
platform. This is described by the following equation: 
 

𝑇𝑇𝑎𝑎
𝑄𝑄𝑄𝑄 = � 𝑑𝑑Ω ∙ �𝐺𝐺𝑝𝑝𝑝𝑝 ∙ 𝑇𝑇𝑄𝑄𝑄𝑄 + 𝐺𝐺𝑝𝑝𝑝𝑝 ∙ 𝑇𝑇𝑄𝑄𝑄𝑄�

Ω𝑀𝑀𝑀𝑀

+ � 𝑑𝑑Ω ∙ �𝐺𝐺𝑝𝑝𝑝𝑝 ∙ 𝑇𝑇𝐸𝐸𝐸𝐸 + 𝐺𝐺𝑝𝑝𝑝𝑝 ∙ 𝑇𝑇𝐸𝐸𝐸𝐸�
Ω𝑆𝑆𝑆𝑆

+ � 𝑑𝑑Ω ∙ �𝐺𝐺𝑝𝑝𝑝𝑝 + 𝐺𝐺𝑝𝑝𝑝𝑝�
Ω𝑆𝑆𝑆𝑆

∙ 𝑇𝑇𝐶𝐶 

 

 
 

(72) 

In this equation, the subscript Qp can represent either the Qv or Qh polarization direction, and Qq 
is the polarization direction perpendicular to Qp. For example, if Qp = Qv, then Qq = Qh. The 
other parameters can be described as follows: 

• Gpp and Gpq are the normalized antenna gain in the far-field - i.e., the whole antenna 
pattern containing the main beam, Earth sidelobes and cold space sidelobes - for co- and 
cross-polarization, respectively. 

• TQp and TQq are the brightness temperatures associated with the Earth scene radiance 
intercepted by the antenna main beam in each polarization direction.  

• TEp and TEq are similar Earth brightness temperatures for the side lobe region. 
• TC is the cosmic background radiation brightness temperature.  
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• 𝛺𝛺𝑀𝑀𝑀𝑀and 𝛺𝛺𝑆𝑆𝑆𝑆  are respectively the solid angles of the antenna main beam and side lobes 
that intersect with the Earth, while 𝛺𝛺𝑆𝑆𝑆𝑆  is the solid angle of the side lobes sensing cold 
space.  

• 𝑑𝑑Ω = 𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠 represents the full differential in spherical coordinates. 
 

The first integral in the equation represents the total earth radiation entering into the receiver 
system through the antenna main beam, which is determined by the -3dB beam width. The second 
integral is the total radiation sensed through the side lobes that is out of the main beam but within 
the earth view sector (also known as the Earth sidelobe). The third integral represents the total cold 
space radiation sensed through the side lobes. Note that the term that would capture the 
contribution to antenna temperature from the satellite platform has been neglected.  
 
The regions of integration Ω𝑀𝑀𝑀𝑀, Ω𝑆𝑆𝑆𝑆, and Ω𝑆𝑆𝑆𝑆 , in spherical coordinates, are defined as: 
 

• Ω𝑀𝑀𝑀𝑀 ⊆ {0° ≤ 𝜃𝜃 ≤ 𝜃𝜃−3𝑑𝑑𝑑𝑑;  0° ≤ 𝜙𝜙 ≤ 360°}  [Main Beam] 
• Ω𝑆𝑆𝑆𝑆 ⊆ {𝜃𝜃−3𝑑𝑑𝑑𝑑  < 𝜃𝜃 ≤ 62.2°;  0° ≤ 𝜙𝜙 ≤ 360°}  [Earth Sidelobe] 
• Ω𝑆𝑆𝑆𝑆 ⊆ {62.2° < 𝜃𝜃 ≤ 180°;  0° ≤ 𝜙𝜙 ≤ 360°}  [Cold Space Sidelobe] 

 
The main beam width here is the full width 2𝜃𝜃−3𝑑𝑑𝑑𝑑 and is nominally listed for each channel in 
Table 6. 

Table 6. ATMS Nominal Main Beam Width per Channel 
Ch. 𝟐𝟐𝟐𝟐−𝟑𝟑𝟑𝟑𝟑𝟑 Ch. 𝟐𝟐𝟐𝟐−𝟑𝟑𝟑𝟑𝟑𝟑 
𝟏𝟏 5.2° 𝟏𝟏𝟏𝟏 2.2° 
𝟐𝟐 5.2° 𝟏𝟏𝟏𝟏 2.2° 
𝟑𝟑 2.2° 𝟏𝟏𝟏𝟏 2.2° 
𝟒𝟒 2.2° 𝟏𝟏𝟏𝟏 2.2° 
𝟓𝟓 2.2° 𝟏𝟏𝟏𝟏 2.2° 
𝟔𝟔 2.2° 𝟏𝟏𝟏𝟏 1.1° 
𝟕𝟕 2.2° 𝟏𝟏𝟏𝟏 1.1° 
𝟖𝟖 2.2° 𝟏𝟏𝟏𝟏 1.1° 
𝟗𝟗 2.2° 𝟐𝟐𝟐𝟐 1.1° 
𝟏𝟏𝟏𝟏 2.2° 𝟐𝟐𝟐𝟐 1.1° 
𝟏𝟏𝟏𝟏 2.2° 𝟐𝟐𝟐𝟐 1.1° 

 
The Earth Sidelobe/Space Sidelobe border (~62.2°) is the angle 𝜃𝜃ℎ𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜 of the Earth/Space 
horizon with respect to nadir and can be estimated using: 
 

𝜃𝜃ℎ𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜𝑜 = 𝑠𝑠𝑠𝑠𝑠𝑠−1 �
𝑅𝑅

𝑅𝑅 + ℎ
�,  

(73) 
 
where 𝑅𝑅 ≈ 6371 𝑘𝑘𝑘𝑘 is the nominal radius of the earth and  ℎ ≈ 833 𝑘𝑘𝑘𝑘 is the nominal JPSS 
satellite altitude. 
 
The antenna pattern 𝐺𝐺(𝜃𝜃,𝜙𝜙) used in the ATMS antenna pattern correction (APC) is generated as 
a combination of an analytical antenna pattern generated by the General Reflector Antenna 
Software Package (GRASP) model and that created from vendor laboratory measurements. This 
approach reduces the artificial effects in the far side lobe regions where the normalized antenna 
gain is below -60dB. These hybrid antenna datasets are generated in the polar coordinate system 
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at a 0.01° resolution in the elevation (θ ) coordinate and at the following four azimuth angles: 𝜙𝜙 =
0°; 𝜙𝜙 = 45°; 𝜙𝜙 = 90°; and 𝜙𝜙 = 135°, and are interpolated to a 0° to 360° azimuth angle range. 
Using NOAA-21 ATMS antenna pattern as an example, the hybrid antenna patterns are generated 
by using the prelaunch antenna patterns out to 𝜃𝜃 = 45°, and then utilizing the GRASP Model 
beyond 𝜃𝜃 = 45° in order to remove the noise floor caused by a measurement artifact.  
The first two terms in Equation (72) can be combined by applying the assumptions that Earth scene 
radiation is unpolarized, and that Earth scene brightness temperatures are homogeneous within the 
Earth main beam and side lobe solid angle regions combined. Thus, we can factor out the scene 
brightness temperature and cold scene brightness temperature out of the integrals. 
 
 
 𝑇𝑇𝑎𝑎 = (𝜂𝜂𝑝𝑝𝑝𝑝 + 𝑛𝑛𝑝𝑝𝑝𝑝)𝑇𝑇𝑏𝑏 + 𝜂𝜂𝑐𝑐 ∙ 𝑇𝑇𝐶𝐶. (74) 

 
These assumptions are reasonable for sounding channels, at which unpolarized Earth scene 
radiation is being collected. But they will introduce errors for window channels, especially for 
those Earth scenes that contain predominantly clear-sky ocean surface, where the polarization of 
incoming radiation cannot be ignored. In equation above, parameters 𝜂𝜂𝑝𝑝𝑝𝑝, 𝜂𝜂𝑝𝑝𝑝𝑝, and 𝜂𝜂𝑐𝑐 are the Earth 
scene co-polarization coefficient, Earth scene cross-polarization coefficient, and the cold space 
spill over combined co- and cross-polarization coefficients, respectively. They are defined as 
follows: 
 
 

𝜂𝜂𝑝𝑝𝑝𝑝 =
∫ 𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙) sin(𝜃𝜃)𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑Ω𝑀𝑀𝑀𝑀+𝑆𝑆𝑆𝑆

𝐺𝐺𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡
 , 

 
(75) 

 
𝜂𝜂𝑝𝑝𝑝𝑝 =

∫ 𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙) sin(𝜃𝜃)𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑Ω𝑀𝑀𝑀𝑀+𝑆𝑆𝑆𝑆

𝐺𝐺𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡
 , and 

 
(76) 

 
𝜂𝜂𝑐𝑐 =

∫ �𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙) + 𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙)� sin(𝜃𝜃)𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑Ω𝐶𝐶
𝐺𝐺𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡

 . 
 

(77) 

 
where Gtotal is defined as the far-field antenna pattern integrated over areas that are clear of satellite 
and instrument blockage: 𝐺𝐺𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡𝑡 = ∫ �𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙) + 𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙)� sin(𝜃𝜃)𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑Ω𝑀𝑀𝑀𝑀+𝑆𝑆𝑆𝑆+𝐶𝐶

.  
 
Rearranging Equation (74) in terms of the target brightness temperature 𝑇𝑇, this leads to an antenna 
pattern corrected scene brightness temperature that can be written as: 
 
 𝑇𝑇𝑇𝑇 =

𝑇𝑇𝑇𝑇 − 𝜂𝜂𝑐𝑐 ∙ 𝑇𝑇𝐶𝐶
𝜂𝜂𝑝𝑝𝑝𝑝 + 𝑛𝑛𝑝𝑝𝑝𝑝

 , (78) 
 

which can be rewritten as: 
 
 𝑇𝑇𝑏𝑏 = 𝑚𝑚 ∙ 𝑇𝑇𝑎𝑎 + 𝑏𝑏 ∙ 𝑇𝑇𝐶𝐶  . (79) 

This results in a good approximation of the beam efficiency correction coefficient (𝑚𝑚) and scan 
bias coefficient (𝑏𝑏) at nadir: 
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 𝑚𝑚 =
1

𝜂𝜂𝑝𝑝𝑝𝑝 + 𝑛𝑛𝑝𝑝𝑝𝑝
 , (80) 

and, 
 𝑏𝑏 =

−𝜂𝜂𝑐𝑐
𝜂𝜂𝑝𝑝𝑝𝑝 + 𝑛𝑛𝑝𝑝𝑝𝑝

 . (81) 
 

The correction coefficients can be directly calculated from antenna pattern data by using Equations 
(75), (76) and (77) if the integration boundary is known for each equation. The antenna angles 
subtended by the Earth and satellite platform can be calculated from RF pattern analysis during 
prelaunch test. During NOAA-20 post-launch on-orbit testing, a special ATMS instrument scan 
operation was used in which 148 samples were collected over the entire 360° scan angle range at 
a scan rate of 0.135 deg/ms. The interception angles at inflection points related to the Earth and 
satellite/instrument boundaries were determined more accurately than ground test, and are used in 
Equations (75), (76) and (77). 
 
7.2 Antenna Pattern Correction with Varying Scan Angle 
 
Equation (78) was derived under the assumption that the incoming radiation is mainly concentrated 
in the main beam, and brightness temperatures within the solid angle covering the Earth region is 
homogeneous (i.e., the region observed by the main beam and the Earth sidelobe have an equal 
constant temperature). For low-frequency channels of ATMS with 5.2° and 2.2° beam width, the 
inhomogeneity will become non-negligible. This is especially true at the scan edge when the size 
of the FOV is much larger. 
 
The antenna pattern is defined in the antenna coordinate system, with the boresight aligned along 
the local +z axis. The coordinate system is defined such that the x-axis corresponds to the cross-
track scan direction, and the y-axis corresponds to the along-track direction. 
 
For a given scan angle 𝛼𝛼, the antenna pattern is rotated relative to the Earth scene. To calculate the 
APC coefficients at each scan angle, the antenna pattern is first interpolated to a 0° to 360° azimuth 
angle range, and the scan geometry is then modelled as a rotation of the antenna frame across the 
cross-track axis (x-axis) by the scan angle 𝛼𝛼,  
 
In this formulation, the rotation is applied directly to the antenna pattern directions, mapping 
antenna-frame directions to the Earth-frame directions: 
 
 𝑟̂𝑟𝑒𝑒𝑒𝑒𝑒𝑒𝑒𝑒ℎ(𝜃𝜃,𝜙𝜙;𝛼𝛼) = 𝑅𝑅𝑎𝑎𝑎𝑎𝑎𝑎/𝑝𝑝𝑝𝑝𝑝𝑝(𝛼𝛼)𝑟̂𝑟𝑎𝑎𝑎𝑎𝑎𝑎(𝜃𝜃,𝜙𝜙) (82) 

where the antenna-frame unit vector is (in cartesian x,y,z coordinates) is: 
 
 

𝑟̂𝑟𝑎𝑎𝑎𝑎𝑎𝑎 = �
𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠
𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠𝑠
𝑐𝑐𝑐𝑐𝑐𝑐𝑐𝑐

� 
 

(83) 

 
and the rotation matrix is given by: 
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𝑅𝑅𝑎𝑎𝑎𝑎𝑎𝑎/𝑝𝑝𝑝𝑝𝑝𝑝 = �

1 0 0
0 𝑐𝑐𝑐𝑐𝑐𝑐(𝛼𝛼) 𝑠𝑠𝑠𝑠𝑠𝑠(𝛼𝛼)
0 −𝑠𝑠𝑠𝑠𝑠𝑠(𝛼𝛼) 𝑐𝑐𝑐𝑐𝑐𝑐(𝛼𝛼)

� . 

 

 
(84) 

This transformation determines how each antenna direction samples the Earth scene as a function 
of scan angle. 
 
Particularly at the scan-edge (near FOV 1 and FOV96), the predominant source of the scan angle 
dependence of the antenna pattern correction, as the space-earth horizon comes closer relative to 
the viewing angle of the ATMS sensor, is the cold space temperature scenes entering the Earth 
Sidelobe Region (within 62.2° of the antenna boresight), and likewise the Earth scene entering the 
Space Sidelobe Region from the other side (beyond the 62.2° region). Thus, A convolution of this 
scene temperature on the antenna pattern (changing with varying scan angle) is performed to 
correct for these variations. 
 
To accommodate the impacts of FOV brightness temperature inhomogeneity, the antenna gain was 
projected onto the Earth surface following the regular geolocation process with a resolution of 
0.01° in elevation angle and 1° in azimuth angle. The antenna temperature at each beam position 
then can be calculated by convolving the antenna pattern and scene brightness temperature from 
equation below: 
 
 

𝑇𝑇𝑎𝑎
𝑄𝑄𝑄𝑄(𝛼𝛼) = � 𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙) ∙ 𝑇𝑇𝑄𝑄𝑄𝑄(𝜃𝜃,𝜙𝜙;𝛼𝛼) sin(𝜃𝜃)𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑

Ω𝐸𝐸

+ � 𝐺𝐺𝑝𝑝𝑝𝑝(𝜃𝜃,𝜙𝜙) ∙ 𝑇𝑇𝑄𝑄𝑄𝑄(𝜃𝜃,𝜙𝜙;𝛼𝛼)
Ω𝐸𝐸

sin(𝜃𝜃)𝑑𝑑𝑑𝑑𝑑𝑑𝑑𝑑 + 𝜂𝜂𝐶𝐶 ∙ 𝑇𝑇𝐶𝐶  . 

(85) 

 
Here we apply a scene-homogeneity approximation that the brightness temperature beyond 62.2° 
can be approximated by the constant cosmic background temperature 𝑇𝑇𝐶𝐶. We further assume that 
the 𝑇𝑇𝑄𝑄𝑄𝑄 and 𝑇𝑇𝑄𝑄𝑄𝑄 temperatures can be approximated a. a constant boresight temperature. The co-
polarization efficiency in Equation (75) can then be corrected by using the equation below: 
 
 

𝜂𝜂𝑝𝑝𝑝𝑝(𝛼𝛼) =
𝑇𝑇𝑎𝑎
𝑄𝑄𝑄𝑄(𝛼𝛼) − 𝜂𝜂𝑝𝑝𝑝𝑝 ∙ 𝑇𝑇𝑄𝑄𝑄𝑄(𝜃𝜃 = 0°,𝜙𝜙 = 0°) − 𝜂𝜂𝐶𝐶 ∙ 𝑇𝑇𝐶𝐶

𝑇𝑇𝑄𝑄𝑄𝑄(𝜃𝜃 = 0°,𝜙𝜙 = 0°)  . 
 

 (86) 

 
where 𝜂𝜂𝑝𝑝𝑝𝑝, 𝜂𝜂𝐶𝐶 , 𝑇𝑇𝐶𝐶 , 𝑇𝑇𝑄𝑄𝑄𝑄(𝜃𝜃 = 0°,𝜙𝜙 = 0°) and 𝑇𝑇𝑄𝑄𝑄𝑄(𝜃𝜃 = 0°,𝜙𝜙 = 0°) are treated as constant with 
scan angle. We thus arrive at the final beam efficiency correction and scan bias correction 
coefficients as a function of scan angle: 
 
 
 𝑚𝑚(𝛼𝛼) =

1
𝜂𝜂𝑝𝑝𝑝𝑝(𝛼𝛼) + 𝑛𝑛𝑝𝑝𝑝𝑝

 , (87) 

 
and, 
 𝑏𝑏(𝛼𝛼) =

−𝜂𝜂𝑐𝑐
𝜂𝜂𝑝𝑝𝑝𝑝(𝛼𝛼) + 𝑛𝑛𝑝𝑝𝑝𝑝

 . (88) 
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8. Derivation of ATMS Non-linearity Coefficients 

The ATMS instrument exhibits a non-linear characteristic in its transfer function from radiometric 
counts to radiance. The non-linearity must be characterized from ground-based thermal vacuum 
(TVAC) testing and included in the two-point on-orbit calibration algorithm. This section is to 
describe the non-linearity correction and derive the correction coefficients as they are defined in 
the ATMS processing coefficient table (PCT). 

8.1 Non-linearity Correction in Radiance 
The operational calibration algorithm for ATMS converts radiometric counts to radiance. A two-
point calibration scheme can be used, where the instrument periodically views two calibration 
sources to compute a linear calibration gain. Due to the non-linear characteristic, an additional 
quadratic correction is applied. 
 
The two on-orbit calibration sources are cold space and an internal warm blackbody target, whose 
radiances are denoted 𝑅𝑅𝑐𝑐 and 𝑅𝑅𝑤𝑤 respectively. The calibration source radiances are obtained by 
applying the Planck function to their respective band corrected physical temperatures for each 
channel frequency. The cold space temperature is a well-known constant Tc ≈ 2.73 K, and the 
internal target temperature is monitored by the instrument. Calibration is performed independently 
for each of 22 channels. For simplicity and conciseness, assume all calculations described in the 
remainder of this section apply to all channels. 
 
The calibration equation with non-linearity correction is 
 

𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + 𝐺𝐺−1(𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑐𝑐���) + 𝑄𝑄    (89) 
 
where Rs is the calibrated scene radiance, Cs is the scene radiometric count, and 𝐶𝐶𝑐𝑐��� is the average 
of cold space view counts for each calibration period. The quantity G is the linear calibration gain, 
given by 

𝐺𝐺 =
𝐶𝐶𝑤𝑤���� − 𝐶𝐶𝑐𝑐���
𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐

 (90) 

 
where Cw is the average of warm view counts and Rw is the warm view radiance for each calibration 
period. The non-linearity correction term is denoted Q and it is defined as 
 

𝑄𝑄 = 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥(𝑥𝑥 − 1) (91) 
 
where µ is the non-linearity parameter and x are the normalized counts 
 

𝑥𝑥 =
𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑐𝑐���
𝐶𝐶𝑤𝑤���� − 𝐶𝐶𝑐𝑐���

 (92) 

 
The non-linearity parameter µ is defined as 
 

𝜇𝜇 =
4𝑅𝑅𝑁𝑁𝑁𝑁,𝑚𝑚𝑚𝑚𝑚𝑚

(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2  (93) 
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where RNL,max is the maximum non-linearity. The maximum non-linearity is defined as the 
maximum deviation of the quadratic instrument transfer function from a linear one over the 
dynamic range of the instrument. The maximum non-linearity furthermore depends on instrument 
temperature. The relationship is approximated by a quadratic function 
 

𝜇𝜇 = 𝑎𝑎2 + 𝑎𝑎1𝑇𝑇𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖 + 𝑎𝑎0𝑇𝑇𝑖𝑖𝑖𝑖𝑖𝑖𝑖𝑖2  (94) 
 
where µ is given by (82). The values a0, a1, and a2 are the non-linearity correction coefficients 
stored in the PCT. 

8.2 Coefficient Derivation 
This section will first give a brief overview of relevant information regarding the TVAC test. Next, 
it will describe how to estimate RNL,max and µ from TVAC data for each instrument temperature, 
then derive the regression coefficients a0, a1, and a2. 

8.2.1 TVAC Test Data 
The TVAC test is meant to simulate the on-orbit environment and characterize instrument 
performance pre-launch. During the test, the instrument is put into its nominal operating mode. 
External blackbody targets are placed at the space-view sectors to be used as the cold calibration 
target. They are maintained at a fixed temperature (typically, 84 K). There is one target for the K, 
Ka, and V-bands and one for the W and G-bands. To simulate various earth-view scene target 
temperatures, there is a similar arrangement of variable temperature blackbody targets placed at a 
portion of the earth-view sector. The earth-view sector nominally consists of 96 spots; however, 
for the TVAC test, the external target only fills 6 spots centered at approximately 36-degree off-
nadir. The variable scene target is cycled through nominally 11 scene temperatures spanning from 
the cold calibration target to the upper end of the instrument dynamic range (330 K). The cycle of 
scene temperatures is repeated for three instrument temperatures, referred to by the cold plate (CP) 
temperature. For QuickSounder, the CP temperatures are 5◦C, 15◦C, 25◦C. For other JPSS 
instruments, the temperatures are -10◦C, 5◦C, 20◦C. The scene temperatures are additionally viewed 
for each of 4 redundancy configurations (RCs). 

8.2.2 Maximum Non-linearity 
To derive the maximum non-linearity, the following steps are performed for each instrument 
temperature. 

1. Process TVAC data with a linear calibration and compute the calibration accuracy 
using known target scene radiance 

2. Fit a quadratic function to the calibration accuracy and estimate the maximum non-
linearity 

Each step will be described in the following subsections. 

8.2.2.1 Linear Calibration of TVAC Data 
The linear calibration equation used for TVAC is 
 

𝑅𝑅𝑐𝑐𝑐𝑐𝑐𝑐 = 𝑅𝑅𝑐𝑐 + 𝐺̅𝐺−1(𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑐𝑐���) (95) 
 
where Rcal is the calibrated radiance at each scan, Rc and 𝐶𝐶𝑐𝑐��� are the cold calibration target radiance 
and corresponding average counts at each calibration cycle. The gain is given by 
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𝐺̅𝐺 =
𝐶𝐶𝑤𝑤���� − 𝐶𝐶𝑐𝑐���
𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐

 (96) 

 
where Rw and 𝐶𝐶𝑤𝑤���� are similarly defined for the warm calibration target. 
 
The calibration accuracy for a particular scene temperature Tsc is characterized by a residual 
 

∆𝑅𝑅𝑠𝑠𝑠𝑠 = 𝑎𝑎𝑎𝑎𝑎𝑎(𝑅𝑅𝑐𝑐𝑐𝑐𝑐𝑐 − 𝑅𝑅𝑠𝑠𝑠𝑠) (97) 
 
where Rsc is the variable target radiance at scene temperature Tsc. In (97), the average is taken over 
the 6 spots of the calibration target and all run-for-record scans. 

8.2.2.2 Quadratic Regression on Calibration Accuracy 
The purpose of this step is to fit a quadratic polynomial to the residual error in the calibrated 
radiance with respect to scene radiance. Ultimately, this model will be used to estimate the 
maximum non-linearity. 
 
A generic quadratic model is given by 
 

𝑓𝑓𝑞𝑞(𝑅𝑅; 𝑏𝑏) = 𝑏𝑏2 + 𝑏𝑏1𝑅𝑅 + 𝑏𝑏0𝑅𝑅2 (98) 
 
and is fully specified by the coefficients b = {b0, b1, b2}. 
 
For each channel, CP temperature, and RC, a quadratic model is fit to the residual data by 
minimizing the squared error 
 

𝑏𝑏� = 𝑎𝑎𝑎𝑎𝑎𝑎min
𝑏𝑏
��∆𝑅𝑅𝑠𝑠𝑠𝑠,𝑖𝑖 − 𝑓𝑓𝑞𝑞�𝑅𝑅𝑠𝑠𝑠𝑠,𝑖𝑖; 𝑏𝑏��

2
𝑁𝑁𝑆𝑆𝑆𝑆

𝑖𝑖=1

 (99) 

 
where Rsc,i is the i-th scene radiance and NST is the number of scene temperatures. 
 
The maximum non-linearity is given by the maximum difference between the quadratic regression 
𝑓𝑓𝑞𝑞(𝑅𝑅; 𝑏𝑏) and the line segment connecting the quadratic regression evaluated at the minimum and 
maximum scene radiances, as illustrated in Figure 14.  

 
Figure 14: Illustration of quadratic regression and maximum non-linearity. 
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The maximum difference occurs at the midpoint between the minimum and maximum radiances; 
therefore, the maximum non-linearity estimate is given by 
 

𝑅𝑅�𝑁𝑁𝑁𝑁,𝑚𝑚𝑚𝑚𝑚𝑚 = 𝑓𝑓𝑞𝑞 �
𝑅𝑅𝑚𝑚𝑚𝑚𝑚𝑚 + 𝑅𝑅𝑚𝑚𝑚𝑚𝑚𝑚

2
; 𝑏𝑏�� − �

𝑓𝑓𝑞𝑞�𝑅𝑅𝑚𝑚𝑚𝑚𝑚𝑚; 𝑏𝑏�� + 𝑓𝑓𝑞𝑞�𝑅𝑅𝑚𝑚𝑚𝑚𝑚𝑚; 𝑏𝑏��
2

�  (100) 

 
where Rmin and Rmax denote the minimum and maximum scene radiances, respectively. The 
corresponding non-linearity parameter is thus 
 

𝜇̂𝜇 =
4𝑅𝑅�𝑁𝑁𝑁𝑁,𝑚𝑚𝑚𝑚𝑚𝑚

(𝑅𝑅𝑚𝑚𝑚𝑚𝑚𝑚 − 𝑅𝑅𝑚𝑚𝑚𝑚𝑚𝑚)2  (101) 

 
Note that in (90) µ is defined in terms of Rmax and Rmin; however, µ is constant for any pair of 
radiances when the maximum linearity is derived as in (89) from a fixed quadratic function. The 
parameter µ is estimated for each CP temperature and RC, totaling 12 values for each channel. 
 

8.2.3 PCT Coefficients 
 
The quadratic PCT coefficients define a quadratic relationship between the instrument temperature 
in Celsius and non-linearity coefficient µ. The V-shelf temperature measurement TV is taken as a 
proxy for the instrument temperature. The cycle of scene temperatures is viewed at each of 3 
instrument temperatures. For each RC, denote by 𝜇̂𝜇𝑘𝑘 the non-linearity parameter estimates for the 
k-th instrument temperature. A quadratic model is fit to the non-linearity parameter estimates by 
minimizing the squared error 

𝑎𝑎� = 𝑎𝑎𝑟𝑟𝑟𝑟min
𝑎𝑎

��𝜇̂𝜇𝑘𝑘 − 𝑓𝑓𝑎𝑎�𝑇𝑇𝑉𝑉,𝑘𝑘;𝑎𝑎��
2

3

𝑘𝑘=1

 (102) 

where 𝑎𝑎� are the quadratic PCT coefficients. One set of quadratic PCT coefficients is needed for 
each of the 4 RCs. On orbit, the non-linearity parameter used for calibration µorb is obtained 
through 

𝜇𝜇𝑜𝑜𝑜𝑜𝑜𝑜 = 𝑎𝑎�2 + 𝑎𝑎�1𝑇𝑇𝑉𝑉,𝑜𝑜𝑜𝑜𝑜𝑜 + 𝑎𝑎�0𝑇𝑇𝑉𝑉,𝑜𝑜𝑜𝑜𝑜𝑜
2  (103) 

 
where TV,orb is the on-orbit V-shelf temperature measurement in Celsius. 
 

8.3 Supplementary: Explanation of Calibration Equation Construction Introduction 
 
Now that the description is fully written out and all portions are defined, we will explain, derive, 
or justify each equation as needed. Starting with equation: 
 

𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑏𝑏𝑏𝑏 + 𝑄𝑄, (104) 
 
Explanation: This is the simplest form in which to describe the scene radiance calibration, 
summing the linear and nonlinear terms in a separable way. Doing so allows you to, in principle, 
to turn off the non-linearity without affecting the linear portion of the calibration. 
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To understand the linear component of the calibration, it is convenient to start with the normalized 
scene count: 

𝑥𝑥 = (𝐶𝐶𝑠𝑠 − 𝐶𝐶𝑐𝑐)/(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐). (105) 
 
Explanation: The scene counts 𝐶𝐶𝑠𝑠 represents the Earth scene counts for a single scene as produced 
after the microwave radiation is detected and down-converted to lower frequencies followed by 
the video detector and digitizer (which acts like an analog-to-digital converter) to produce scene 
counts. Similarly, 𝐶𝐶𝑤𝑤 and 𝐶𝐶𝑐𝑐 are the warm and cold scene counts that are averaged over the sliding 
window. 
 
This ratio can be understood by considering the ideal case when the cold target is absolute zero 
Kelvin. This would correspond to when there is no incoming background radiation nor radiation 
from the instrument itself. Then, this normalized count is simply the ratio of the Earth scene counts 
to the warm scene counts. By subtracting the cold scene counts from the numerator and 
denominator, we are calculating this same ideal ratio after the removal of the background bias that 
biases the two scenes. 
 

8.3.1 Construction of Linear Component of Calibration Equation 
 
The following is a construction of the 
linear component of the calibration 
equation. A first-principle’s derivation can 
be found in section 8.3.5. 
To arrive at the linear calibration equation 
(95), we start with a general linear 
equation: 

 𝑅𝑅𝑏𝑏𝑏𝑏 = 𝐺𝐺𝐺𝐺 + 𝑂𝑂, (106) 
 
where 𝐺𝐺 is the calibration gain and 𝑂𝑂 is the offset, using Figure 15 we first calculate the gain (i.e 
the slope): 
 𝐺𝐺 =

𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐
𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐

. (107) 

   
Then, plugging 𝐺𝐺 into equation (106) and evaluating 𝑅𝑅𝑏𝑏𝑏𝑏(𝐶𝐶𝑐𝑐) = 𝑅𝑅𝑐𝑐: 
 
 

𝑅𝑅𝑐𝑐 =
(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)
(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)

𝐶𝐶𝑐𝑐 + 𝑂𝑂. 
(10851) 

   
Then solving for 𝑂𝑂: 

  
Figure 15. Component of Linear radiance 
calibration equation (95) illustration. 
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𝑂𝑂 = 𝑅𝑅𝑐𝑐 −
(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)
(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)

𝐶𝐶𝑐𝑐. 

 

(109) 

Finally 
 
 

𝑅𝑅𝑠𝑠 =
(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)
(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)

𝐶𝐶𝑠𝑠 + 𝑅𝑅𝑐𝑐 −
(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)
(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐) 𝐶𝐶𝑐𝑐 =

(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)
(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)

(𝑅𝑅𝑠𝑠 − 𝐶𝐶𝑐𝑐) + 𝑅𝑅𝑐𝑐. 
             

(110) 
 

After some rearranging and using equation (14), this is equivalent to: 
 
 

𝑅𝑅𝑏𝑏𝑏𝑏 = 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)
(𝑅𝑅𝑠𝑠 − 𝐶𝐶𝑐𝑐)
(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐) = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥, 

             (111) 

   
which is under the condition that the calibration is exactly linear (that is, 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑏𝑏𝑏𝑏 and 𝑄𝑄 = 0). 
It may be helpful to also refer to Figure 15 for a visual representation of the linear calibration 
component. 
 
8.3.2 Derivation of Nonlinear Calibration Component 
 
We are now at the point where we are at the following calibration: 
 
 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥 + 𝐻𝐻.𝑂𝑂.𝑇𝑇. . (112) 
   

Concerning the Higher Order Terms (𝐻𝐻.𝑂𝑂.𝑇𝑇.), we want to construct a suitable second-order term. 
For this, there are three constraints/assumptions that we need to take into account: 

• As a second order term, the 
correction should be proportional to the 
square of the cold radiance bias-corrected 
warm radiance scene, ∝ (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2, rather 
than linearly proportional as in the linear 
calibration. 

• We need to introduce a correction 
coefficient parameter, 𝜇𝜇, so that this second-
order term is dependent on the instrument 
temperature. 

• Using the basic principles of a two-
point calibration, we know that when we 
have an Earth scene count that is equal to 
the cold scene count, then the radiance of 
that Earth scene must also be equal to the 

radiance of the cold scene (i.e. 𝑥𝑥 = 𝑥𝑥𝑐𝑐 ⇒ 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐). Similarly, when we have an Earth 
scene count that is equal to the warm scene count, then the radiance of that Earth scene 
must also be equal to the radiance of the warm scene (i.e., 𝑥𝑥 = 𝑥𝑥𝑤𝑤 ⇒ 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑤𝑤). See 
Figure 16 for an illustration of this. 

Thus, we can start incorporating the above three assumptions into our new calibration equation: 

  
Figure 16. Full Nonlinear radiance calibration 
representation of Equation (89). 
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 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐴𝐴𝑥𝑥2 + 𝐵𝐵𝐵𝐵 + 𝐷𝐷),              (113) 

 
where 𝐴𝐴, 𝐵𝐵, and 𝐷𝐷 are coefficients we must solve for. Using our third assumption and plugging in 
𝑥𝑥 = 𝑥𝑥𝑐𝑐 ⇒ 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐: 
 
 𝑅𝑅𝑐𝑐 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥𝑐𝑐 + 𝜇𝜇((𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐴𝐴𝑥𝑥𝑐𝑐2 + 𝐵𝐵𝑥𝑥𝑐𝑐 + 𝐷𝐷),              (114) 

 
For a normalized scene count equal to the cold scene counts: 
 
 𝑥𝑥𝑐𝑐 = (𝐶𝐶𝑐𝑐 − 𝐶𝐶𝑐𝑐)/(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐) = 0. (115) 
   

Thus, plugging this into equation (114), 
 
 𝑅𝑅𝑐𝑐 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)0 + 𝜇𝜇((𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐴𝐴02 + 𝐵𝐵0 + 𝐷𝐷)

= 𝑅𝑅𝑐𝑐 + 𝜇𝜇((𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐷𝐷).
 

             (116) 

 
Therefore, subtracting 𝑅𝑅𝑐𝑐 from both sides: 
 
 0 = 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐷𝐷), (117) 

 
which is only valid if 𝐷𝐷 = 0. 
We can now continue with using our third assumption 𝑥𝑥 = 𝑥𝑥𝑤𝑤 ⇒ 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑤𝑤. For a normalized scene 

count equal to the warm scene counts: 
 
 𝑥𝑥𝑤𝑤 = (𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)/(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐) = 1. (118) 
   

Thus, plugging this, 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑤𝑤, and 𝐷𝐷 = 0 into equation (113): 
 
 𝑅𝑅𝑤𝑤 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)1 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐴𝐴12 + 𝐵𝐵1 + 0)

𝑅𝑅𝑤𝑤 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐) + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐴𝐴 + 𝐵𝐵)
𝑅𝑅𝑤𝑤 = 𝑅𝑅𝑤𝑤 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝐴𝐴 + 𝐵𝐵).

 
             (119) 

 
This is only valid if 𝐴𝐴 + 𝐵𝐵 = 0, or 𝐴𝐴 = −𝐵𝐵. Now, in principle we can scale |𝐴𝐴| and |𝐵𝐵| to any 
value, but such a factor can just be absorbed into 𝜇𝜇 by the distributive property of multiplication 
and addition, so for simplicity we just set |𝐴𝐴| = |𝐵𝐵| = 1, thus 𝐴𝐴 = 1 and 𝐵𝐵 = −1. Finally, 
plugging in 𝐴𝐴 = 1, 𝐵𝐵 = −1, and 𝐷𝐷 = 0 into equation 85 and factoring, we finally arrive at: 
 
 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝑥𝑥2 − 𝑥𝑥)

= 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥(𝑥𝑥 − 1).
 

             (120) 

   
This is identical to equation (89). Thus, substituting equations (104) and (106) into equation (120): 
 
 𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥(𝑥𝑥 − 1) = 𝑅𝑅𝑏𝑏𝑏𝑏 + 𝑄𝑄

= 𝑅𝑅𝑏𝑏𝑏𝑏 + 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥(𝑥𝑥 − 1)
⇒ 𝑄𝑄 = 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥(𝑥𝑥 − 1),

 
             (121) 
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which is equivalent to equation (91). 
 

8.3.3 Explanation and Comment on 𝝁𝝁 Parameter 

 
The 𝜇𝜇 function: 
 
 𝜇𝜇 = 𝑎𝑎0𝑇𝑇𝑟𝑟𝑟𝑟2 + 𝑎𝑎1𝑇𝑇𝑟𝑟𝑟𝑟 + 𝑎𝑎2, (122) 

 
is reported to be a function of instrument temperature (Yang, Sun, et al 2015). Note however that 
in the same presentation, 𝜇𝜇 is said to be a prediction from the Receiver Temperature. It is also 
established that the "𝑎𝑎𝑖𝑖" coefficients are fitted based on TVAC data. However, equation (122) is 
in a quadratic form not because it is physically of fundamentally defined in any way as the other 
calibration equations are based. Instead, it appears that 𝜇𝜇 has a complex dependence on instrument 
temperature, and for simplicity and as an approximation we assume a Taylor series approximation 
out to three terms (up to the quadratic term). 
 
Note that 3 instrument temperatures are tested during TVAC (−5𝑜𝑜𝐶𝐶, −5𝑜𝑜𝐶𝐶, and 5𝑜𝑜𝐶𝐶). The 𝜇𝜇 
function can be solved with a minimum of 3 temperatures, but by increasing the number of test 
temperatures, the accuracy of the determined 𝑎𝑎𝑖𝑖 coefficients can be improved. 
 

8.3.4 Derivation of Alternative Form of 𝑸𝑸 
 
We now derive the non-linearity component of the calibration, 𝑄𝑄, in terms of the maximum non-
linearity radiance. This is when the non-linearity is maximally deviated from the linear 
approximation. Thus, it should be the case that we want to find 𝑥𝑥 such that: 
 
 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 = 𝑀𝑀𝑀𝑀𝑀𝑀(|𝑅𝑅𝑠𝑠 − 𝑅𝑅𝑏𝑏𝑏𝑏|) = 𝑀𝑀𝑀𝑀𝑀𝑀(|𝑄𝑄|).              (123) 

 
This can be determined by the basic calculus procedure of finding the zero of the derivative of 𝑄𝑄: 
 
 𝑑𝑑𝑑𝑑

𝑑𝑑𝑑𝑑
= 0. 

             (124) 

 
plugging in equation (91): 
 
 𝑑𝑑

𝑑𝑑𝑑𝑑
(𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥(𝑥𝑥 − 1)) = 0

𝑑𝑑
𝑑𝑑𝑑𝑑

(𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(𝑥𝑥2 − 𝑥𝑥)) = 0.
 

             (125) 
 

 
Now performing the derivative, simplifying, and solving for 𝑥𝑥 yields: 
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 𝑑𝑑𝑑𝑑
𝑑𝑑𝑑𝑑

= 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2(2𝑥𝑥 − 1) = 0.

⇒ 2𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥 − 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2 = 0.
⇒ 2𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2𝑥𝑥 = 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2.

⇒ 𝑥𝑥 =
1
2

 

             (126) 

 
Now we plug equation 𝑥𝑥 = 1

2
 back into the non-linearity term 𝑄𝑄 and simplify to find the maximum 

radiance: 
 
 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 = 𝑄𝑄 �

1
2
�

⇒ 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 = 𝜇𝜇(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2 �
1

22
−

1
2
� = −

𝜇𝜇
4

(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)2,
 

             (127) 

   
which the same as the 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 in equation (15). To write 𝑄𝑄 in terms of it’s maximum, we rewrite 
the parabolic formula as: 
 
 𝑄𝑄 = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛(𝐹𝐹(𝑥𝑥 − 𝐺𝐺)2 + 𝐻𝐻),              (128) 

 
where 𝐹𝐹, 𝐺𝐺, and 𝐻𝐻 are constants. Since the maximum is at 𝑥𝑥 = 1

2
, we set the horizontal offset (i.e., 

the center) of the parabola at the maximum 𝐺𝐺 = 1
2
. In addition, enforcing that 𝑄𝑄 = 0 when 𝑥𝑥 = 0 

(normalized counts equal to cold scene counts), and 𝑄𝑄 = 0 and 𝑥𝑥 = 1 (normalized counts equal to 
warm scene counts) in order to force the calibration to be linear at the calibration points: 
 
 𝑄𝑄[𝑥𝑥 = 0] = 0 = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛(𝐹𝐹(0 − 0.5)2 + 𝐻𝐻) = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 �

𝐹𝐹
4

+ 𝐻𝐻�

⇒ 𝐹𝐹 = −4𝐻𝐻.
 

             (129) 

 
Furthermore, enforcing that 𝑄𝑄 = −𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 at 𝑥𝑥 = 0.5 (negative so that the quadratic equation has 
a maximum rather than a minima): 
 
 𝑄𝑄[𝑥𝑥 = 0.5] = −𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛 = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛(𝐹𝐹(0.5 − 0.5)2 + 𝐻𝐻)

= 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝐻𝐻 ⇒ 𝐻𝐻 = −1. 
             (130) 

 
It then also follows that 𝐹𝐹 = 4, and we arrive at the alternative form of 𝑄𝑄, 
 
 𝑄𝑄 = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛(𝐹𝐹(𝑥𝑥 − 𝐺𝐺)2 + 𝐻𝐻) = 𝑅𝑅𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛𝑛(4(𝑥𝑥 − 0.5)2 − 1),              (131) 

 
which is equivalent to equation (89). 
 

8.3.5 Derivation of Linear Component of Calibration Equation from First Principles 
 
For a first-principle’s approach at deriving the linear component of the calibration equation, we 

know that there should be a correspondence between the counts of the scenes to their 
respective radiance with a bias correction to take into account the cold scene 𝑅𝑅𝑐𝑐. That is: 
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 𝑥𝑥𝑠𝑠 ∝ 𝑅𝑅𝑠𝑠 − 𝑅𝑅𝑐𝑐

𝑥𝑥𝑤𝑤 ∝ 𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐, 
(132) 

 
where 𝑥𝑥𝑠𝑠 is the normalized earth scene count and 𝑥𝑥𝑤𝑤 is the normalized warm scenes count in the 
event that the earth scene temperature is equal to the warm scene temperature. 
Thus, their ratios should be equal: 
 
 𝑅𝑅𝑠𝑠 − 𝑅𝑅𝑐𝑐

𝑥𝑥𝑠𝑠
=
𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐
𝑥𝑥𝑤𝑤

𝑅𝑅𝑠𝑠 − 𝑅𝑅𝑐𝑐 =
(𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥𝑠𝑠

𝑥𝑥𝑤𝑤
.
 

 

(133) 

 
 But for a normalized scene count for an earth scene temperature equal to the warm scene warm 

scene temperature (𝑥𝑥𝑤𝑤), we can just plug in 𝐶𝐶𝑤𝑤 into 𝐶𝐶𝑠𝑠. Thus equation (105) becomes: 
 
 𝑥𝑥𝑤𝑤 = (𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐)/(𝐶𝐶𝑤𝑤 − 𝐶𝐶𝑐𝑐) = 1. 

 
(134) 

Hence, plugging equations (132) into equation (133) and rearranging yields: 
 
 𝑅𝑅𝑠𝑠 − 𝑅𝑅𝑐𝑐 = (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥

𝑅𝑅𝑠𝑠 = 𝑅𝑅𝑐𝑐 + (𝑅𝑅𝑤𝑤 − 𝑅𝑅𝑐𝑐)𝑥𝑥. 
(135) 

 
which is exactly the same as equation (111), as desired. 
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9. Geolocation 

ATMS Geolocation algorithm includes a combination of instrument specific calculations and the 
common geolocation calculations that are shared with the other JPSS instruments. The overall data 
flow from ATMS scan angle to geodetic latitude and longitude is shown below. In the ATMS 
specific part, the beam pointing vector in the antenna coordinate system is built from the scan 
angle and then transformed into the instrument coordinates by applying the beam misalignment 
correction matrix developed from the beam alignment error parameters provided in PCT. While 
the beam alignment errors are provided in PCT at each of three beam positions (1, 48, 96), they 
are interpolated to all beam positions, 1 to 96, before the further calculations. 

 
The corrected pointing vector is transformed from the instrument to spacecraft coordinates based 
on the ATMS-specific instrument-to-spacecraft alignment information (the “mounting matrix”). 
The next transformations from the spacecraft coordinates through the orbital ones, the Earth-
centered inertial (ECI) ones, and the non-inertial Earth-centered Earth-fixed (ECEF) ones to the 
Geodetic latitude and longitude are achieved by applying the common geolocation algorithms. The 
latitude and longitude values are calculated by finding an intersection of the transformed beam 
pointing vector with the WGS84 geoid approximated by an ellipsoid and corrected for terrain 
height. Details of the above processing are presented in the JPSS ATMS Operational Algorithm 
Description (OAD) document [JPSS, 2023]. 
ATMS has two receiving antennas: one receiving antenna serving for channels 1–15 with 
frequencies below 60 GHz and the other for channels 16–22 with frequencies above 60 GHz. The 
antenna beam pointing direction is differentiated into five bands: K- (channel 1), Ka- (channel 2), 
V- (channels 3–15), W- (channel 16), and G- (channels 17–22) bands. Each band has its own set 
of latitude and longitude (“beam latitude” and “beam longitude”) provided in the ATMS 
geolocation products for each beam position (1…96) while the latitude and longitude for channel 
17 are additionally included to cover all bands. 
When the beam correction matrix is multiplied by the mounting matrix, the resulting rotation 
matrix can be converted into Euler angles to create updated beam alignment error parameters. The 
updated parameters can then be used in the above algorithm in combination with a mounting matrix 
substituted by the identity matrix. While this alternative algorithm creates small geolocation 
differences from the original one, because of the interpolation of the beam alignment error 
parameters, the differences are insignificant for the ATMS geolocation uncertainty. 
  

 

 

Figure 17. Coordinate systems used in the ATMS pointing and geolocation algorithm. 
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